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Background. The avoidance of hypothermia is vital during prolonged and open surgery to improve patient outcomes. Hypother-
mia is particularly common during orthotopic liver transplantation (OLT) and associated with undesirable physiological effects that can
adversely impact on perioperative morbidity. The KanMed WarmCloud (Bromma, Sweden) is a revolutionary, closed-loop, warm-air
heating mattress developed to maintain normothermia and prevent pressure sores during major surgery. The clinical effectiveness of
the WarmCloud device during OLT is unknown. Therefore, we conducted a randomized controlled trial to determine whether the
WarmCloud device reduces hypothermia and prevents pressure injuries comparedwith the Bair Hugger underbody warming device.
Methods. Patients were randomly allocated to receive either the WarmCloud or Bair Hugger warming device. Both groups also
received other routine standardized multimodal thermoregulatory strategies. Temperatures were recorded by nasopharyngeal tem-
perature probe at set time points during surgery. The primary endpoint was nasopharyngeal temperature recorded 5 minutes before
reperfusion. Secondary endpoints included changes in temperature over the predefined intraoperative time points, number of pa-
tients whose nadir temperature was below 35.5°C and the development of pressure injuries during surgery. Results. Twenty-six
patients were recruited with 13 patients randomized to each group. One patient from theWarmCloud group was excluded because
of a protocol violation. Baseline characteristicswere similar. Themean (standard deviation) temperature before reperfusionwas 36.0°C
(0.7) in theWarmCloud group versus 36.3°C (0.6) in the Bairhugger group (P = 0.25). Therewere no statistical differences between the
groups for any of the secondary endpoints. Conclusions.When combined with standardized multimodal thermoregulatory strat-
egies, the WarmCloud device does not reduce hypothermia compared with the Bair Hugger device in patients undergoing OLT.

(Transplantation Direct 2018;4: e358; doi: 10.1097/TXD.0000000000000775. Published online 20 March, 2018.)
During orthotopic liver transplantation (OLT) surgery,
maintaining normothermia is challenging due to a large

open wound cavity, prolonged surgical time, large volume of
fluids infused, reducedmetabolic activity due to the exclusion
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of the liver during the anhepatic stage, and the significant
thermal stress of the introduction of a donor liver which
has been stored in an ice bath.

Quality randomized controlled trials have linked hypo-
thermia to poor clinical outcomes such as delayed wound
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healing and infections,1,2 impaired coagulation,3 reversible
platelet dysfunction,4 increased blood loss and transfusion
requirements,5 and a higher risk of cardiac morbidity.6 How-
ever, the largest intervention review investigating active body
surface warming systems for preventing hypothermia in
adults7 concluded that it was unknown which type of warming
device is most effective.

At our institution, we routinely use several devices during
liver transplantation to prevent hypothermia. Fluids are
heated using a rapid infusion device (Belmont Rapid Infuser,
Belmont, Billerica,MA) and/or aHotline fluidwarmer (Smiths
Medical, Minneapolis, MN). An underbody Bair Hugger
forced air warming blanket (Bair Hugger 3M, Model 637;
Maplewood, MN) is used which distributes warm air at
43°C around the body. A heat and moisture exchange filter
is inserted into the ventilation tubing, and the patients’ arms
are wrapped in towels. Despite all of these measures, normo-
thermia during OLT remains elusive.8

The WarmCloud device (KanMed, Bromma, Sweden) is
an underbody warming device that consists of a heating unit
with a fan that drives warm air through a soft mattress lo-
cated underneath the patient. However, rather than having
holes in the mattress, as the Bair Hugger system has, the
WarmCloud mattress is pressurized, and creates a soft,
temperature-controlled cushion. The proposed benefits in-
clude a larger direct contact area with the patient, resulting
in transfer of heat directly to the patient using simple conduc-
tion physiology principles. We proposed that the WarmCloud
system would reduce the degree of hypothermia during liver
transplantation compared with Bair Hugger device when
standard multimodal strategies were used to maintain nor-
mothermia in patients undergoing OLT.
MATERIALS AND METHODS

After approval from the Austin Health Research Ethics
Committee (HREC no: LNR/14/Austin/306), we performed
a prospective, randomized controlled trial of adult patients
undergoing primary OLT. We prospectively registered the
trial with the Australian Clinical Trial Registry (ACTR No:
12614000953639, registered May 9, 2014). Inclusion crite-
rion included adult patients (age, > 18 years) undergoing pri-
mary OLT. We excluded patients undergoing multivisceral
transplantation, patients with fulminant liver failure and those
with a preoperative or intraoperative requirement for con-
tinuous venovenous bypass or hemofiltration. All patients
underwent comprehensive preoperative anesthesia and sur-
gical evaluation at a dedicated OLT preadmission clinic.

Standardization of Perioperative Temperature
Homeostasis

Preoperative temperature homeostasis was standardized
for all participants as previously reported by our research
group.8 Ambient room temperature was set at 21°C to 22°C
using a thermostatic control. Participants were randomized
to either the WarmCloud device, or the Bair Hugger device.
In addition, standard multimodal strategies to maintain nor-
mothermia (as described above) were used in both groups.
Each device was applied before induction of anesthesia and
for a period of at least 60 minutes before skin incision.

The maximum temperature setting of the WarmCloud is
42°C and this was the default setting used. The Bair Hugger
was used at its maximum temperature of 4°C. If the patient’s
temperature rose above 37.0°C, the Bair Hugger was turned
down to 32°C, and if the patient’s temperature rose above
37.4°C, it was turned to ambient. Similarly, for patients in
the WarmCloud group, the temperature was reduced to 32°C
when core temperature reached 37.0°C, and if the tempera-
ture exceeded 37.4°C, the device was reduced to 22°C. It is
noteworthy that the WarmCloud, unlike the Bair Hugger,
should never be switched off to maintain the pressurized
air effects that the device confers to the patients. Further,
turning theWarmCloud off may affect the position of fixed
retractors relative to the tissues resulting in trauma. If a
participant in either group reached a temperature below
35.5°C an upper body BairHugger was added. Anesthesia
and surgery were standardized for all participants as previ-
ously reported.8

Core temperature was measured by a nasopharyngeal
temperature probe (CareFusion Incorporation, Australia)
inserted in the upper third of the nasopharynx.9 Nasopharyn-
geal temperature has been reported to be a simple, reliable,
and precise measurement of core body temperature.10-12 Tem-
perature measurements were documented every 30 minutes
throughout the procedure as well as at the following timepoints
during transplantation: start of surgery, phase 1 + 30 minutes,
phase 1 + 60minutes, phase 2 start, phase 2 + 30minutes, phase
3 − 5 minutes, phase 3 + 5 minutes, phase 3 + 60 minutes, and
closure. The 3 phases of liver transplantation can be summa-
rized as follows. Phase 1 commences at skin incision and con-
cludes when the portal vein is clamped. Phase 2, the anhepatic
phase, continues from this point until reperfusion of the donor
organ via the portal vein. Phase 3 then continues until closure
and includes hepatic artery and biliary anastamoses.

The primary endpoint was nasopharyngeal temperature
5 minutes before reperfusion. This timepoint was chosen be-
cause it provides maximum duration of use of the devices
without the confounding effects of the thermal challenge intro-
duced by reperfusing an ice-cold liver. Secondary endpoints in-
cluded the average temperature changes throughout surgery,
temperature at skin closure, number of patients whose nadir
temperature was below 35.5°C, the number of patients who
developed hyperthermia during surgery (temperature, > 37°C),
and presence of any pressure injuries during surgery.

Pressure injury was graded using the Pressure Ulcer Classi-
fication System international grading system as advocated by
the European Pressure Ulcer Advisory Panel and American
National Pressure Ulcer Advisory Panel.13 This grades pres-
sure ulcers by depth and includes 4 categories: category 1,
nonblanchable erythema; category 2, partial thickness skin
loss or blister; category 3, full thickness skin loss with fat
visible; and category 4, full thickness skin loss with muscle/
bone visible.

Two independent critical care nurse practitioners, expert
in the assessment of pressure injuries, assessed each patient
for pressure injury on completion of surgery. For pragmatic
reasons, 1 nurse practitioner assessed the patients for pres-
sure injury immediately after surgery in the operating room.
The second nurse practitioner assessed pressure injury imme-
diately on arrival to the intensive care unit. Both assessors
were blinded to the intervention. The liver transplantation
register which keeps accurate records of complications in all
liver transplant recipients was also cross-referenced for late-
presenting ulcers.
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Other data collected included age, sex, weight, body mass
index (BMI), indication for transplant, Model for End-stage
Liver Disease (MELD) score, duration of surgery, total vol-
ume of infused fluids, volume of red cells infused (cell salvage
and packed), duration of intensive care unit stay (in hours),
and duration of hospital stay (in days).

Statistics

Samples size calculations were performed using inferences
for means comparing 2 independent samples. A previous au-
dit of 60 patients at our institution, conducted over an
18-month period, in patients undergoing OLT who had a
Bairhugger device used as part of standard anesthesia care
for intraoperative thermoregulation, estimated that the mean
(standard deviation [SD]) temperature 5 minutes before reper-
fusion was 35.9°C. (0.41). To demonstrate a 0.5°C difference
between the groups, assuming an alpha error probability of
0.05, and a beta value of 0.8, 12 patients were required in each
group. To allow for any protocol violations, we received ethics
approval to recruit a total of 26 participants.

A computer-generated randomization program was used
to ensure that all participants received individual randomiza-
tion codes. Random permutations of treatments for each par-
ticipant were created using the randomization program first
generator application entering “WarmCloud Group” and
“Bair Hugger Group” as the treatment labels. Participant
randomizationwas sealed in an opaque envelope, and the en-
velopes were opened by study investigators before surgery.
Intraoperative blinding was not feasible.

Continuous data were tested for normality using the
D'Agnostino-Pearson omnibus test. For the primary end point
between groups, comparisons for continuous data were per-
formed with the Student t test (2-tailed). Values were reported
asmean and SDormedian and interquartile range. Changes in
FIGURE 1. CONSORT diagram.
temperatures throughout surgery were measured with
repeated-measures analysis of variance (ANOVA). A P value
of 0.05 was regarded as significant for every outcome. Statisti-
cal analyses were performed using GraphPad Prism version
6.0 (GraphPad Software, La Jolla, CA). The study is reported
according to the updated CONSORT guidelines for reporting
parallel group randomized trials.14
RESULTS

The study was conducted between October 2014 and July
2015. During this period, 44 liver transplants took place at
our institution. Six patients were excluded (pediatric, n = 2;
fulminant liver failure, n = 2; preoperative continuous
venovenous hemofiltration, n = 2). AWarmCloud disposable
mattress was not available for a period excluding 5 patients,
and there were no investigators present to conduct the study
for 7 patients (Figure 1). In total, 26 participants were
recruited with 13 participants randomized to the Warmcloud
group and 13 to the Bair Hugger group. One participant,
allocated to the WarmCloud group, had a Mega Soft
reusable gel diathermy-conducting pad (115 � 50 cm)
placed between him and the WarmCloud for the duration
of surgery. This may have reduced effective conduction,
and therefore, this patient was excluded from the analysis.
There were 3 other minor deviations from the study protocol.
The Bair Hugger was inadvertently turned off, instead of
turned to ambient temperature in 3 participants who reached
temperatures above 37.0°C. These participants have been
included in the statistical analysis.

Groups were similar for age, BMI, and MELD scores
(see Table 1). Indications for transplantation are similar between
groups. The mean (SD) room temperatures was 22.2°C (1.5) in
the Bair Hugger group and 22.3°C (1.8) in the WarmCloud



TABLE 1.

Participant demographics

WarmCloud
group

Bair hugger
group

P(n = 12) (n = 13)

Age, y 54.3 (8.6) 58.9 (6.5) 0.15
Male gender 11 (92%) 9 (69%) 0.32
BMI, kg/m2 23.9 (3.9) 27.4 (6.5) 0.20
MELD score 19.6 (8.6) 17.4 (6) 0.44
Indications for transplant
Alcoholic cirrhosis 2 1
Hepatitis C cirrhosis 2 1
Hepatitis B cirrhosis 0 1
Primary sclerosing cholangitis 2 2
Hepatocellular carcinoma 4 5
Cryptogenic cirrhosis 2 1
Other 0 2

Total duration of surgery, min 380 (72) 489 (71) 0.001
Duration of surgery until reperfusion, min 193 (71) 254 (79) 0.06
Total fluids infused, L 6.8 (4.8) 11.3 (4.8) 0.02
Red blood cells infused, L 1.7 (1.6) 3.2 (2.1) 0.08

Data presented as median (SD) or number (percentage).

FIGURE 2. Box and Whisker plot showing participants’ tempera-
tures 5 minutes before reperfusion (primary end point) in patients un-
dergoing OLT (P = 0.25).
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group (P = 0.88). This was concurrent with the thermostatic
control of theater temperatures stipulated in our methods.
Baseline patient temperature on arrival in the operating
room, and immediately before the commencement of the ap-
plication of the warming devices was 36.2°C (0.6) in the
WarmCloud group and 36.0°C (0.6) in the Bair Hugger
group (P = 0.55).

For the primary endpoint, the mean (SD) nasopharyngeal
temperature before reperfusion, was 36.0°C (0.7) in the
WarmCloud group versus 36.3°C (0.6) in the Bair Hugger
group; P = 0.25 (Figure 2). Mean nasopharyngeal temperatures
at the end of surgery were similar: WarmCloud 36.7°C (SD,
0.7) versus 36.8°C (0.7) in the Bair Hugger group (P = 0.73).
A graphic representation of the changes in patients’
temperatures throughout each phase of surgery is presented
in Figure 3. There were no statistical differences in temperatures
between the groups throughout the duration of surgery
(P = 0.25, repeated-measures ANOVA). Ten patients (83%)
in the WarmCloud group and 5 (38%) patients in the Bair
Hugger group reached a nadir at or below 35.5°C (P = 0.11)
and therefore had an upper body BairHugger added as a
recuse therapy as per protocol. Six patients (50%) in the
WarmCloud Group and 8 (62%) patients in the Bair Hugger
group reached a peak temperature of 37.0°C or greater
(P = 0.70). There were no pressure injuries documented in
either group.

The mean (SD) total duration of surgery was 380 (72) mi-
nutes in the WarmCloud Group and 489 (71) minutes in the
Bair Hugger group (P = 0.01). There was no statistically sig-
nificant difference in duration of surgery before reperfusion
(WarmCloud, 193 (71) minutes vs Bair Hugger 254 (79) mi-
nutes; P = 0.06). Themean (SD) volume of fluid administered
in the Warmcloud group was 6.6 L (4.4) versus 11.3 L (4.8)
in the Bair Hugger group (P = 0.02). The amount of blood in-
fused was 1.7 (1.6) L in the WarmCloud group and 3.2 (2.1)
L in the Bair Hugger group (P = 0.08).
DISCUSSION

Our study showed that the Kanmed WarmCloud did not
show a benefit in maintaining normothermia during OLT
compared with the Bair Hugger device. There was a trend to-
ward the WarmCloud being less effective than the Bair Hug-
ger, with an average temperature difference of 0.4°C between
groups before reperfusion. This was our primary endpoint.
There was also no significant difference between the groups
at the end of surgery or at any other timepoint. There was
no significant difference in those who reached above 37.0°C
or below 35.5°C.

There is only one PubMed-indexed randomized controlled
trial comparing the WarmCloud to other warming devices.
This trial demonstrated the WarmCloud to be less effective
than another device, called the AllonTM2001 Thermowrap
and no different to the Bair Hugger,15 in a trial done on pa-
tients with severe burns. The Allon Thermowrap can wrap
around any exposed body part maximizing contact with the
patient aiding warming efficiency. This device is therefore
particularly useful in burns patients coming to theater for
change of dressings but may not convey the same benefits
in prolonged open surgery. To our knowledge, this current
study is the first trial directly comparing the WarmCloud
with another warming device during open surgery.

Kanmed state in their advertising brochure that “Kanmed
WarmCloud has been used with more than 100 000 patients.
Nearly all reached 37°C core temperature.”16 There are no
citations or references on the brochure to substantiate this
claim, and therefore this statement must be treated with
much circumspect.

It is worth reflecting on the possible reasons that the
WarmCloud may not be as effective as we had hypothesized.
The first, and most simple, reason for this could be that the
maximum temperature of theWarmCloud is 42°C compared
with the Bair Hugger, which can be turned up to 43°C. Al-
though this 1°C difference is small, from a baseline of 36°C,
this amounts to a 17% relative difference in temperature.
Over 6 to 8 hours, this may make a significant clinical differ-
ence. TheWarmCloud warms by conduction, so the warming
effect depends on the amount of direct physical contact with
the patient. By comparison, the BairHuggerwarms by convec-
tion, and in this way the actual warming mechanism, the hot
air, has a large area of contact with the patient. The hot air
is also constantly replaced, in contrast with the Warmcloud
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FIGURE 3. Box and Whisker plot showing changes in participants’ temperatures during liver transplantation (repeated-measures ANOVA,
P = 0.25).
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where the flow of warm air replacing the air that has cooled is
intermittent and therefore possibly less effective.

Although not statistically significant, more patients in the
WarmCloud group reached a nadir temp below 35.5°C,
and therefore had an upper body Bair Hugger added as per
protocol for patient safety. This occurred in 10 patients in
the WarmCloud Group and only 5 in the Bair Hugger group
(P = 0.11), thereby confounding our study against the Bair
Hugger group.

It is also worth noting that despite randomization, the dura-
tion of surgery was significantly longer and the volume of
fluids administeredwas significantly greater in the BairHugger
group. There are 3 possible explanations for these discrepan-
cies. First, the increased duration of surgery and volume of
fluid administered may be attributed to the warming devices.
We do not feel that there is a plausible mechanism to account
for this degree of variation. Alternately, the duration of surgery
and fluids administered could have affected the resulting tem-
peratures, potentially causing a type 2 error. A longer duration
of surgery allows more time for warming making this plausi-
ble. However, any attempt to quantify this effect is fraught
with error as it requires a number of assumptions. Finally, this
could have been a randomevent and there is no association be-
tween the volume of fluids administered and the duration of
surgery with core temperature. Given that wemeasuredmulti-
ple data points, it is indeed possible that these points become
significant by chance alone.

Our study had several strengths. All data points were re-
corded in real time and were objective, and therefore not
prone to interpreter bias. The study was a randomized con-
trolled trial and controlled for many potential confounding
variables. Moreover, neither of the manufacturers of the
products tested had any input into the study at any point,
eliminating bias.

There were a few limitations to our study. The study was
relatively small, and limited to patients undergoing OLT.
Liver transplantation patients are particularly prone to hypo-
thermia. Although the device offered no benefit to these
patients, the results might not be applicable to patients under-
going other procedures. The study was also only powered to
detect a difference of 0.5 degrees. Themean difference in tem-
perature between the groups at all time points was below
this, and therefore, a nonsignificant result is unsurprising.

One must also bear in mind the possibility of a type 2 er-
ror, although we feel this unlikely. With several protocol vio-
lations in a small study we sought to reanalyze the statistics
adjusting for protocol violations. In all of these cases and at
all endpoints, all results remained nonsignificant. We there-
fore concluded that the protocol violations did not signifi-
cantly affect our data.

The WarmCloud has potential benefits other than main-
taining normothermia. Most notably, it distributes weight
very evenly which may reduce the likelihood of pressure in-
jury. Our trial was grossly underpowered to demonstrate this
potential benefit, but this feature may make it a useful prod-
uct in some situations.

Given that the cost of theWarmCloud is significantly higher
than the Bairhugger, with a disposable cost of $55AUDversus
$18 AUD, at the time of purchase for our trial, and it has not
been demonstrated to be more effective than the BairHugger,
we do not recommend the routine use of the WarmCloud de-
vice in OLT surgery outside of a clinical trial. As we did not
purchase either of the base units, and the costmay vary consid-
erably, we have not included these data.
CONCLUSIONS

When combined with standard multimodal thermoregu-
lation strategies, the WarmCloud is comparable to the Bair
Hugger at maintaining normothermia during OLT. As the
WarmCloud device is a more expensive product, we can-
not advocate its routine use during liver transplantation.
Larger studies in this patient group should be conducted
to evaluate its specific role in the prevention of pressure
sores. Given the large body of conclusive evidence that surgi-
cal outcomes are better when patients remain normothermic
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intraoperatively, further studies of novel warming devices are
also warranted.

REFERENCES
1. Melling AC, Ali B, Scott EM, et al. Effects of preoperative warming on the

incidence of wound infection after clean surgery: a randomised controlled
trial. Lancet. 2001;358:876–880.

2. Kurz A, Sessler DI, Lenhardt R. Perioperative normothermia to reduce the
incidence of surgical-wound infection and shorten hospitalization. Study
of Wound Infection and Temperature Group. N Engl J Med. 1996;334:
1209–1215.

3. Rohrer MJ, Natale AM. Effect of hypothermia on the coagulation cascade.
Crit Care Med. 1992;20:1402–1405.

4. Valeri CR, Feingold H, Cassidy G, et al. Hypothermia-induced reversible
platelet dysfunction. Ann Surg. 1987;205:175–181.

5. Schmied H, Kurz A, Sessler DI, et al. Mild hypothermia increases blood
loss and transfusion requirements during total hip arthroplasty. Lancet.
1996;347:289–292.

6. Frank SM, Fleisher LA, Breslow MJ, et al. Perioperative maintenance of
normothermia reduces the incidence ofmorbid cardiac events. A random-
ized clinical trial. JAMA. 1997;277:1127–1134.

7. Madrid E, Urrútia G, Roqué i Figuls M, et al. Active body surface warming
systems for preventing complications caused by inadvertent perioperative
hypothermia in adults. Cochrane Database Syst Rev. 2016;4:CD009016.

8. Weinberg L, Huang A, Alban D, et al. Prevention of hypothermia in patients
undergoing orthotopic liver transplantation using the humigard® open
surgery humidification system: a prospective randomized pilot and feasi-
bility clinical trial. BMC Surg. 2017;17:10.

9. Lee J, Lim H, Son KG, et al. Optimal nasopharyngeal temperature probe
placement. Anesth Analg. 2014;119:875–879.

10. Akata T, Setoguchi H, Shirozu K, et al. Reliability of temperatures mea-
sured at standardmonitoring sites as an index of brain temperature during
deep hypothermic cardiopulmonary bypass conducted for thoracic aortic
reconstruction. J Thorac Cardiovasc Surg. 2007;133:1559–1565.

11. Cork RC, Vaughan RW, Humphrey LS. Precision and accuracy of intraop-
erative temperature monitoring. Anesth Analg. 1983;62:211–214.

12. Togawa T. Body temperature measurement. Clin Phys Physiol Meas.
1985;6:83–108.

13. National Pressure Ulcer Advisory Panel and European Pressure Ulcer Ad-
visory Panel. Pressure Ulcer Treatment: Technical Report. Washington
DC: National Pressure Ulcer Advisory Panel; 2009. Retrieved from http://
www.npuap.org/wp-content/uploads/2012/03/Final-2009-Treatment-
Technical-Report1.pdf. Accessed 3rd July, 2017.

14. Schulz KF, Altman DG, Moher D; for the CONSORT Group. CONSORT
2010 Statement: updated guidelines for reporting parallel group
randomised trials. Annals of Internal Medicine. 2010;152:726–32.

15. Kjellman B, Fredrikson M, Glad-Mattsson G, et al. Comparing ambient,
air-convection, and fluid-convection heating techniques in treating hypo-
thermic burn patients, a clinical RCT. Ann Surg Innov Res. 2011;5:4.

16. Kanmed AB. Kanmed Warmcloud: efficient patient warming system with
pressure sore prevention [Brochure]. Bromma, Sweden: 2015. Retrieved
from http://kanmed.se/wp-content/uploads/2015/01/WarmCloud-
Brochure-ENG.pdf. Accessed 3rd July, 2017.

http://www.npuap.org/wp-content/uploads/2012/03/Final-2009-Treatment-Technical-Report1.pdf
http://www.npuap.org/wp-content/uploads/2012/03/Final-2009-Treatment-Technical-Report1.pdf
http://www.npuap.org/wp-content/uploads/2012/03/Final-2009-Treatment-Technical-Report1.pdf
http://kanmed.se/wp-content/uploads/2015/01/WarmCloud-Brochure-ENG.pdf
http://kanmed.se/wp-content/uploads/2015/01/WarmCloud-Brochure-ENG.pdf
http://www.transplantationdirect.com


Minerva Access is the Institutional Repository of The University of Melbourne

Author/s:
Pearce, B;Mattheyse, L;Ellard, L;Desmond, F;Pillai, P;Weinberg, L

Title:
Comparison of the WarmCloud and Bair Hugger Warming Devices for the Prevention of
Intraoperative Hypothermia in Patients Undergoing Orthotopic Liver Transplantation: A
Randomized Clinical Trial

Date:
2018-04-01

Citation:
Pearce, B., Mattheyse, L., Ellard, L., Desmond, F., Pillai, P. & Weinberg, L. (2018).
Comparison of the WarmCloud and Bair Hugger Warming Devices for the Prevention of
Intraoperative Hypothermia in Patients Undergoing Orthotopic Liver Transplantation: A
Randomized Clinical Trial. TRANSPLANTATION DIRECT, 4 (4), https://doi.org/10.1097/
TXD.0000000000000775.

Persistent Link:
http://hdl.handle.net/11343/254867

License:
CC BY-NC-ND

http://hdl.handle.net/11343/254867
CC%20BY-NC-ND

