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A B S T R A C T

Purpose: To compare human papillomavirus genotype-specific performance of two genotyping assays, Anyplex II
HPV28 (Seegene) and EuroArray HPV (EuroImmun), with Linear Array HPV (Roche).
Methods: DNA extracted from clinican-collected cervical brush specimens in PreservCyt medium (Hologic), from
403 women undergoing management for detected cytological abnormalities, was tested on the three assays.
Genotype-specific agreement were assessed by Cohen's kappa statistic and Fisher's z-test of significance between
proportions.
Results: Agreement between Linear Array and the other 2 assays was substantial to almost perfect (κ = 0.60 −
1.00) for most genotypes, and was almost perfect (κ = 0.81 – 0.98) for almost all high-risk genotypes. Linear
Array overall detected most genotypes more frequently, however this was only statistically significant for HPV51
(EuroArray; p = 0.0497), HPV52 (Anyplex II; p = 0.039) and HPV61 (Anyplex II; p=0.047). EuroArray
detected signficantly more HPV26 (p = 0.002) and Anyplex II detected more HPV42 (p = 0.035) than Linear
Array. Each assay performed differently for HPV68 detection: EuroArray and LA were in moderate to substantial
agreement with Anyplex II (κ = 0.46 and 0.62, respectively), but were in poor disagreement with each other (κ
= −0.01).
Conclusions: EuroArray and Anyplex II had similar sensitivity to Linear Array for most high-risk genotypes, with
slightly lower sensitivity for HPV 51 or 52.

1. Introduction

Human papillomavirus (HPV) testing and genotyping has multiple
applications, in research and clinical practice, and has been identified
as a superior test for cervical cancer risk [1]. The genotypes that are of
most interest include: 1) those classified as high-risk for cancer devel-
opment in the mucosal genital region; 2) genotypes included in any
vaccine that is available or in development or that may be cross-pro-
tected as a result of vaccination; 3) genotypes associated with non-
cancer disease endpoints such as genital warts; and 4) rarely-seen
genotypes that may have demonstrated carcinogenic potential and/or
have been attributed to disease outcomes in immune-compromised
patients [2–4]. In view of this, accurate and sensitive genotyping data is

essential to produce reliable data to inform disease attribution; vaccine
efficacy and surveillance including potential type replacement and
cross-protection; and to detect differences in populations, within and
between geographical regions [5–8].

Genotyping assays are either “partial” (a small number of genotypes
are able to be individually identified, with the remainder as a pooled
positive/negative result) or “full” (all genotypes able to be detected by
the assay are individually identified). PCR-based assays available for
full HPV genotyping can be divided into consensus primer amplification
and genotype-specific primer amplification. Most common detection
methods include reverse hybridisation (line probe), microarray (chip)
and multiplexed real-time PCR [9]. The Roche Linear Array (LA) HPV
Genotyping test is one such assay used as a research and
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epidemiological tool, with high analytical sensitivity. LA is a well-es-
tablished, well-characterised and widely used reverse hybridisation
assay based on the L1 gene PGMY09/11 consensus primer set [10].
More recent commercially-available full HPV genotyping tests include
the Anyplex II HPV28 Detection and EuroArray HPV assays. Anyplex II
HPV28 is a multiplexed real-time type-specific PCR assay, which uses
advanced probe-tagging technology to enable discrimination of geno-
types based on fluorescent spectra combined with precise melting
temperatures [11]. The EuroArray HPV assay is a multiplexed E6/E7
gene target PCR assay combined with microarray capture [12].

The performance of Anyplex II and EuroArray assays for detection of
CIN2+ has previously been described [12,13]. This study aimed to
determine the relative performance of each of these assays in detection
of individual genotypes compared to LA. Each was used to genotype
cervical ThinPrep samples collected from unvaccinated Australian
women with abnormal cytology results.

2. Material and methods

Samples were selected from a cohort of 1679 women referred with
cytological abnormalities to the Royal Women's Hospital, Parkville,
Victoria, Australia between May 2001 and June 2005 [14]. Residual
cells collected on cervical brushes were rinsed into ThinPrep vials
containing 20 mL of PreservCyt following preparation of Pap smear
slides [15]. Overall, samples from 403 women were randomly selected
from this cohort; 336 (83.4%) with histologically confirmed high-grade
abnormalities ≥CIN2 and 67 (16.6%) with histologically confirmed
low-grade abnormalities ≤CIN1 to represent a range of disease grades.
Stored frozen PreservCyt samples were thawed, 500 µL was pelleted by
centrifugation at 24,000 × g for 20 min and re-suspended in 200 µL
phosphate-buffered saline. DNA was extracted on the MagNAPure 96
(Roche Diagnostics GmbH, Penzberg, Germany) using the DNA and
Viral Nucleic Acid Small Volume Kit (Pathogen Universal 200 protocol)
and eluted in a final volume of 50 µL. Two 5 µL aliquots of DNA were
tested using Anyplex II HPV28 (1 aliquot each for mixtures A and B)
and a third 5 µL aliquot amplified by PCR and tested on the EuroArray
HPV assay (EUROIMMUN, Luebeck, Germany) according to the man-
ufacturers’ instructions [12]. A comparison of the relative sample vo-
lumes for each assay tested is shown in Table 1. The ≥95% limits of
detection for each genotype, where reported for each assay, are listed in
Supplementary Table 1. Full genotyping results from these assays were
compared with previously-obtained results for these samples from
testing on Linear Array HPV Genotyping test (LA; Roche, Branchburg,
NJ 08876, USA) [14,16]. The method of DNA extraction used for LA
testing was a deviation from the manufacturer's protocol, using 1 mL of
cervical sample as opposed to the recommended 250 µL as shown in

Table 1, and has been previously validated [17]. LA genotype testing
included confirmation of HPV52 in the presence of HPV33/35/58 using
a genotype-specific HPV52 qPCR assay as previously described [18].
For the purposes of analysis, results for HPV82 and IS39 (HPV82v) on
LA were combined as a single result for HPV82. Statistical analyses
were performed in Stata/IC 14.1 for Windows (StatCorp LP, College
Station, TX, USA). Genotype-specific agreement between tests were
assessed by Cohen's kappa statistic. The primary outcome of this study
was whether the test assays (Anyplex II and EuroArray) detected a
significantly lower proportion of each genotype than the reference
assay (Linear Array). To test this, differences between proportions were
assessed by one-tailed Fisher's z-test of significance between propor-
tions. Kappa statistic values were assigned the following strengths of
agreement:< 0.00 Poor, 0.00 − 0.20 Slight, 0.21–0.40 Fair, 0.41 –
0.60 Moderate, 0.61 – 0.80 Substantial, 0.81 – 1.00 Almost perfect [19].
Clopper-Pearson confidence intervals (95% CI) for proportions were
calculated assuming a normally-distributed sample. The potential in-
fluence of sampling variability and/or sample degradation between the
original Linear Array test and subsequent re-extraction and comparison
genotype testing was evaluated. Forty-three (43) samples were se-
quentially selected from the original cohort of 403 such that each
sample contained one or more of any genotypes that had originally
been detected at significantly different frequency on Linear Array than
one or both of the comparison assays, to enrich for these genotypes. The
most recently extracted DNA samples from these 43 samples, being the
same DNA samples that were tested on EuroArray and Anyplex II as-
says, were tested on Linear Array HPV Genotyping test and compared
against the original Linear Array result as well as the EuroArray and
Anyplex II results.

3. Results

Prevalence of individual genotypes detected by Linear Array,
Anyplex II HPV28 and EuroArray are presented in Table 2. All three
tests returned a valid result with a positive internal control, for the 403
samples tested. Overall, 352 (87.3%) were positive on at least one assay
for one of the 25 genotypes common to all three tests. Prevalence of any
of the 25 common HPV genotypes was highest on LA (86.5%) compared
with Anyplex II (85.4%) and EuroArray (83.4%), however the decreases
were not significant (p = 0.326 and 0.109, respectively). Overall LA
detected 18 of the 25 common genotypes more frequently than Anyplex
II and/or EuroArray; however prevalence was only significant lower for
HPV51 (EuroArray; p = 0.0497), HPV52 (Anyplex II; p = 0.039) and
HPV61 (Anyplex II; p = 0.047).

HPV16 was the most common genotype detected by all three assays,
with 42.4% (LA), 47.6% (Anyplex; p=0.553) and 46.4% (EuroArray;

Table 1
Comparison of input volumes of HPV genotyping assays.

HPV genotyping assay Nucleic acid
extraction method

Original sample
input volume
(mL)

Elution
volume
(mL)

PCR template
volume (mL)

Total post-
PCR volume
(mL)

Total detection
volume (mL)

Fraction of
original sample
detected

Equivalent original
sample volume
tested (mL)

This study:
Anyplex IIa MagNAPure 96 0.50a 0.05 0.005 0.01 0.01 0.1 0.05
Linear Arraya MagNAPure 96 1.00a 0.10 0.05 0.20 0.075 0.05 0.047b

EuroArraya MagNAPure 96 0.50 0.05a 0.005 0.09 0.065 0.01 0.007
Manufacturers’

recommendations:
Anyplex II various 1.00 0.05 – 0.10 0.005 0.01 0.01 0.05 – 0.10 0.05 – 0.10
Linear Array AmpliLute Liquid

Media Extraction
0.25 0.10 0.05 0.20 0.075 0.05 0.012b

EuroArray QIAamp or
NucleoSpin

0.50 0.06 – 0.10 0.005 0.09 0.065 0.007 – 0.012 0.004 – 0.006

a Volumes apply to this study and are a deviation from the manufacturer's recommendations.
b Extraction volumes have been validated to ensure equivalent sensitivity using DNA extracted by MagNAPure 32 automated system compared with the manufacturer-specified

AmpliLute manual system.

A.M. Cornall et al. Papillomavirus Research 4 (2017) 79–84

80



p=0.388) of samples testing positive. Compared to LA, detection of
each individual bivalent (HPV16/18) and quadrivalent vaccine-tar-
geted genotype (HPV6/11/16/18) was not significantly lower by
Anyplex II and EuroArray (p> 0.05 for each). Detection of the re-
maining individual nonavalent vaccine-targeted genotypes (HPV31/
33/45/52/58) was not significantly lower by Anyplex II and EuroArray
(p> 0.05 for each), with the exception of HPV52, which was sig-
nificantly less often detected by Anyplex II HPV28 assay (p = 0.039).
LA detected significantly more HPV89 than EuroArray; Anyplex II does
not detect this genotype. There were 2 genotypes that were detected by
one of the other assays significantly more frequently than by LA: HPV26
(detected more frequently by EuroArray, p = 0.002) and HPV42 (de-
tected more frequently by Anyplex II, p = 0.035) (Table 2).

Genotype-specific agreement results are presented in Table 3.
Agreement between EuroArray and Anyplex II HPV28 for individual
genotype detections were substantial to almost perfect (κ = 0.60 –
1.00) for most genotypes (Table 3). Comparison of the detection of
high-risk HPV genotypes showed almost perfect agreement (κ = 0.81 –
0.98) for detection of HPV16, 18, 31, 33, 35, 39 (EuroArray only), 45
(Anyplex II only), 51 (Anyplex II only), 52 (EuroArray only), 56, 58, 59
and 66; and substantial agreement for detection of HPV39 (Anyplex II),

51 (EuroArray), 52 (Anyplex II) and 68 (Anyplex II). Agreement be-
tween LA and EuroArray for detection of HPV45 was moderate
(κ=0.57). Each assay performed differently for the detection of HPV68:
whilst EuroArray and LA were in moderate to substantial agreement
with Anyplex II (κ = 0.46 and 0.62, respectively), they were in poor
disagreement with each other (κ = −0.01). LA and EuroArray were
completely discordant for detection of HPV68 positive samples, de-
tecting 6 and 3 HPV68 positive samples, respectively, with no samples
positive on both assays. Anyplex II detected 10 HPV68 positive samples,
3 of which were also detected by EuroArray, and 5 of which were also
detected by LA. LA detected 1 HPV68 positive sample that was negative
on Anyplex II. With regards to non-high-risk genotypes, only slight to
fair agreement was observed for HPV26 (κ = 0.16, p = 0.002), 40 (κ
= 0.19, p = 0.192), 43 (κ = 0.24, p = 0.021). EuroArray detected
significantly more HPV26 and 43 than Anyplex II.

Genotype-specific agreement between pairs of assays was also cal-
culated restricted to samples that were positive for a single genotype on
any of the 3 assays (n = 117) or for multiple genotypes (≥2) on any of
the 3 assays (n = 226). The numbers of samples in each of these ca-
tegories for each genotypes is listed in Supplementary Table 2. Single
genotype-specific detections were less frequent than multiple-genotype

Table 2
Prevalence of individual HPV genotypes detected in 403 cervical samples, by assay.

HPV Genotype Linear Arraya Anyplex IIb pc EuroArrayd pc

n [% (95% CI)] n [% (95% CI)] n [% (95% CI)]

Any HPVe 348 [86.5 (82.6 – 89.6)] 344 [85.4 (81.5 – 88.7)] 0.326 336 [83.4 (79.4 – 86.9)] 0.109
6 14 [3.5 (1.9 – 5.8)] 13 [3.2 (1.7 – 5.4)] 0.407 11 [2.7 (1.4 – 4.8)] 0.256
11 2 [0.5 (0.06 – 1.8)] 1 [0.2 (0.006 – 1.4)] 0.235 1 [0.2 (0.006 – 1.4)] 0.235
16 191 [47.4 (42.4 – 52.4)] 192 [47.6 (42.7 – 52.6)] 0.553 187 [46.4 (41.4 – 51.4)] 0.388
18 26 [6.5 (4.2 – 9.3)] 26 [6.5 (4.2 – 9.3)] 0.500 23 [5.7 (3.7 – 8.4)] 0.318
26 1 [0.2 (0.006 – 1.4)] 1 [0.2 (0.006 – 1.4)] 0.500 11 [2.7 (1.4 – 4.8)] 0.999
31 45 [11.2 (8.3 – 14.7)] 46 [11.4 (8.5 – 14.9)] 0.536 46 [11.4 (8.5 – 14.9)] 0.536
33 28 [6.9 (4.7 – 9.9)] 30 [7.4 (5.1 – 10.4)] 0.609 30 [7.4 (5.1 – 10.4)] 0.609
35 16 [4.0 (2.3 – 6.4)] 16 [4.0 (2.3 – 6.4)] 0.500 13 [3.2 (1.7 – 5.4)] 0.271
39 27 [6.7 (4.6 – 9.6)] 21 [5.2 (3.3 – 7.9)] 0.184 25 [6.2 (4.1 – 9.0)] 0.386
40 2 [0.5 (0.06 – 1.8)] 7 [1.7 (0.7 – 3.5)] 0.949 3 [0.7 (0.2 – 2.2)] 0.643
42 24 [6.0 (3.9 – 8.7)] 38 [9.4 (6.8 – 12.7)] 0.965 29 [7.2 (4.9 – 10.2)] 0.754
43 N/A 6 [1.5 (0.50 – 3.2)] N/A 17 [4.2 (2.5 – 6.7)] N/A
44 N/A 7 [1.7 (0.7 – 3.5)] N/A 3 [0.7 (0.2 – 2.2)] N/A
45 10 [2.5 (1.2 – 4.5)] 7 [1.7 (0.7 – 3.5)] 0.214 4 [1.0 (0.3 – 2.5)] 0.052
51 35 [8.7 (6.1 – 11.9)] 29 [7.2 (4.9 – 10.2)] 0.216 23 [5.7 (3.7 – 8.4)] 0.0497
52 40 [9.9 (7.2 – 13.3)] 26 [6.5 (4.2 – 9.3)] 0.039 31 [7.7 (5.3 – 10.7)] 0.135
53 22 [5.5 (3.5 – 8.1)] 16 [4.0 (2.3 – 6.4)] 0.158 15 [3.7 (2.1 – 6.1)] 0.111
54 16 [4.0 (2.3 – 6.4)] 16 [4.0 (2.3 – 6.4)] 0.500 14 [3.5 (1.9 – 5.8)] 0.354
55 4 [1.0 (0.3 – 2.5)] N/A N/A N/A N/A
56 20 [5.0 (3.1 – 7.6)] 20 [5.0 (3.1 – 7.6)] 0.500 20 [5.0 (3.1 – 7.6)] 0.500
58 30 [7.4 (5.1 – 10.4)] 28 [6.9 (4.7 – 9.9)] 0.392 26 [6.5 (4.2 – 9.3)] 0.308
59 16 [4.0 (2.3 – 6.4)] 16 [4.0 (2.3 – 6.4)] 0.500 11 [2.7 (1.4 – 4.8)] 0.153
61 19 [4.7 (2.9 – 7.3)] 10 [2.5 (1.2 – 4.5)] 0.047 11 [2.7 (1.4 – 4.8)] 0.066
62 20 [5.0 (3.1 – 7.6)] N/A N/A N/A N/A
64 0 [0 (0 – 1.0)]f N/A N/A N/A N/A
66 20 [5.0 (3.1 – 7.6)] 18 [4.5 (2.7 – 7.0)] 0.369 16 [4.0 (2.3 – 6.4)] 0.247
67 10 [2.5 (1.2 – 4.5)] N/A N/A N/A N/A
68 6 [1.5 (0.5 – 3.2)] 10 [2.5 (1.2 – 4.5)] 0.845 3 [0.7 (0.2 – 2.2)] 0.138
69 1 [0.2 (0.006 – 1.4)] 1 [0.2 (0.006 – 1.4)] 0.500 N/A N/A
70 10 [2.5 (1.2 – 4.5)] 11 [2.7 (1.4 – 4.8)] 0.571 5 [1.2 (0.4 – 2.9)] 0.085
71 0 [0 (0 – 1.0)]f 0 [0 (0 – 1.0)]f 0.500 N/A N/A
72 0 [0 (0 – 1.0)]f N/A N/A 1 [0.2 (0.006 – 1.4)] 0.816
73 17 [4.2 (2.5 – 6.7)] 18 [4.5 (2.7 – 7.0)] 0.583 14 [3.5 (1.9 – 5.8)] 0.303
81 9 [2.2 (1.0 – 4.2)] N/A N/A 6 [1.5 (0.5 – 3.2)] 0.230
82 4 [1.0 (0.3 – 2.5)] 4 [1.0 (0.3 – 2.5)] 0.500 3 [0.7 (0.2 – 2.2)] 0.321
83 5 [1.2 (0.4 – 2.9)] N/A N/A N/A N/A
84 15 [3.7 (2.1 – 6.1)] N/A N/A N/A N/A
89 27 [6.7 (4.6 – 9.6)] N/A N/A 4 [1.0 (0.3 – 2.5)] <0.0001

a Linear Array HPV (Roche).
b Anyplex II HPV28 (Seegene).
c Fisher's z-test of significance between proportions; p value for the hypothesis that the type prevalence was lower than detected on Linear Array. p<0.05 considered significant and

indicated in bold italics.
d EuroArray HPV (EUROIMMUN).
e 25 common genotypes only included.
f 97.5% CI.

A.M. Cornall et al. Papillomavirus Research 4 (2017) 79–84

81



detections for all genotypes, and agreement for samples with single
genotype detection was> 96% for all genotypes, with κ>0.700 for all
genotypes except cases where a single case was positive for that gen-
otype on a single assay. The number of genotypes with 100% agreement
across assays was high for single detections. Genotype-specific agree-
ment for samples with multiple genotype detection was similar to the
whole cohort (Supplementary Table 3).

The most recently-extracted DNA samples from 43 specimens were
re-tested on Linear Array and the results compared with the original
Linear Array results and the EuroArray and Anyplex II results to ex-
amine the potential effect of sampling variability and/or sample de-
gradation over time. The overall genotype-specific agreement between
the first and second Linear Array results for these 43 samples was
96.4%. Overall the sensitivity of the second Linear Array for genotype-
specific detections was 13% lower than the first within this small subset
of samples. The relative prevalences of 6 genotypes (HPV26, 42, 51, 52,
61 and 89) were compared (Supplementary Table 4). In the original
analysis the detection of these 6 genotypes was significantly different
between Linear Array and either Anyplex II or EuroArray. Detection of
HPV51 and 89 were 100% concordant between the first and second
Linear Array runs. Detection of HPV26 and 61 remained substantially
lower and higher, respectively, than for Anyplex II and/or EuroArray,

the same pattern as seen in the original results. In the case of HPV42
and HPV52, the second Linear Array results became more similar to the
other assays (increasing and decreasing in prevalence, respectively,
compared with the first Linear Array results).

4. Discussion

The analytical performance for individual HPV genotypes of two
relatively new assays, EuroArray HPV and Anyplex II HPV28, were
compared against the well-established Linear Array HPV Genotyping
Test, using previously-characterised cervical cytology samples [20].
The performance of these assays for detection of CIN2+, based on
aggregated HR-HPV detection, has previously been described in the
same sample cohort [12,13]. Linear Array was used as the reference
genotyping test as it is widely used, has high sensitivity and has well-
characterised performance characteristics [21]. EuroArray detected
fewer HPV51 (borderline significant) and HPV89, and significantly
more HPV26 than Linear Array. Anyplex II HPV28 detected sig-
nificantly fewer HPV52 and 61, and more HPV42. These differences can
largely be explained by differences in the limits of detection (where
reported by each manufacturer), shown in Supplementary Table 1. The
increased detection of HPV26 by EuroArray is unexpected and may be
an artefact of the assay. Other than these differences, EuroArray and
Anyplex II were not significantly different to the performance of Linear
Array for individual detection of common genotypes and overall per-
formed comparably.

Agreement for genotype-specific detection between EuroArray and
Anyplex II HPV28 was overall very good. EuroArray HPV and Anyplex
II HPV28 have recently been compared to a partial genotyping test
(Aptima, Hologic) and to each other on a cohort of 150 cervical samples
collected from European women [22]. While agreement between
EuroArray and Anyplex II were generally similar between the previous
and present study, agreement was overall slightly higher in the present
study and there were particular genotype-specific differences observed
which may be due to population differences in prevalence or genomic
sequences. These include HPV 6, 70 and 73 (reported agreement was
substantially higher in the present Australian cohort), and HPV18, 45
and 68 (reported agreement higher in the European cohort).

Other than the quality of clinician-collected cervical sample pre-
served in ThinPrep PreservCyt media, the accuracy of detection and
identification of individual genotypes by full genotyping assays is af-
fected by a number of other independent and interdependent factors.
The limits of detection inherent to an assay will determine how sensi-
tively each genotype is detected (Supplementary Table 1). Linear Array,
when performed according to manufacturer's instructions, has lower
limits of detection per PCR reaction than one or both of the other as-
says, with the exception of genotypes 26, 33, 39, 40, 42, 56 and 82,
which explains much of the variation in performance between assays.
Primer and/or probe fidelity with the target region of the genome may
alter the sensitivity of detection, leading to genotype bias or potentially
misidentification by cross-reactivity [23,24]. The relative sensitivities
of an assay for individual genotypes can also be a factor in masking of
one genotype by one or more other genotypes, in samples with two or
more genotypes present, due to competition for assay reagents [5,25].
This is dependent on the chemistry of the assay itself, and is particularly
the case for single-reaction PCR-based assays using consensus primer
sets. In this study, there was no evidence of systematic masking of any
particular genotype(s) in the presence of other genotypes. While
agreement between assays was stronger for some genotypes in single-
genotype detections than in multiple-genotype detections (most notably
HPV42, 51, 52, and 53), this can be explained by the relative limits of
detection of each assay. The prevalent genotypes as well as strain dif-
ferences in a population may have an impact on the detection of some
genotypes with some assays [24]. In addition to regional differences in
relative genotype and strain prevalence, rates of vaccination and
therefore vaccine-targeted genotypes consequently can have an impact

Table 3
Genotype-specific agreement between Anyplex II HPV28 and EuroArray, Linear Array
HPV in cervical samples (n = 403). κ values ≥ 0.61 have been indicated in bold.

HPV
Genotype

Anyplex II
agreement with
Linear Arrayc

EuroArray
agreement with
Linear Array

Anyplex IIa

agreement with
EuroArrayb

κ (95% CI) κ (95% CI) κ (95% CI)

6 0.89 (0.76 – 1.00) 0.79 (0.62 – 0.97) 0.91 (0.80 – 1.00)
11 0.67 (0.05 – 1.00) 0.67 (0.05 – 1.00) 1.00 (1.00 – 1.00)
16 0.98 (0.95 – 1.00) 0.93 (0.89 – 0.97) 0.96 (0.93 – 0.98)
18 0.96 (0.90 – 1.00) 0.89 (0.80 – 0.99) 0.85 (0.74 – 0.96)
26 1.00 (1.00 – 1.00) 0.16 (−0.12 – 0.44) 0.16 (−0.12 – 0.44)
31 0.91 (0.85 – 0.98) 0.96 (0.92 – 1.00) 0.95 (0.90 – 1.00)
33 0.93 (0.85 – 1.00) 0.96 (0.92 – 1.00) 0.96 (0.91 – 1.00)
35 0.87 (0.74 – 1.00) 0.89 (0.77 – 1.00) 0.89 (0.77 – 1.00)
39 0.78 (0.65 – 0.91) 0.84 (0.72 – 0.95) 0.82 (0.69 – 0.94)
40 0.44 (0.04 – 0.84) 0.40 (−0.15 – 0.94) 0.19 (−0.14 – 0.53)
42 0.72 (0.59 – 0.85) 0.78 (0.65 – 0.91) 0.85 (0.76 – 0.95)
43 N/A N/A 0.24 (0.01 – 0.48)
44 N/A N/A 0.60 (0.24 – 0.96)
45 0.82 (0.62 – 1.00) 0.57 (0.25 – 0.88) 0.72 (0.43 – 1.00)
51 0.90 (0.82 – 0.98) 0.78 (0.66 – 0.90) 0.84 (0.72 – 0.95)
52 0.77 (0.66 – 0.89) 0.86 (0.77 – 0.95) 0.91 (0.82 – 0.99)
53 0.61 (0.43 – 0.80) 0.63 (0.45 – 0.82) 0.77 (0.60 – 0.93)
54 0.87 (0.74 – 1.00) 0.86 (0.73 – 1.00) 0.93 (0.84 – 1.00)
55 N/A N/A N/A
56 0.95 (0.88 – 1.00) 0.95 (0.88 – 1.00) 0.95 (0.88 – 1.00)
58 0.93 (0.85 – 1.00) 0.85 (0.74 – 0.95) 0.92 (0.84 – 1.00)
59 0.87 (0.74 – 1.00) 0.81 (0.65 – 0.97) 0.81 (0.65 – 0.97)
61 0.61 (0.40 – 0.82) 0.59 (0.37 – 0.80) 0.85 (0.69 – 1.00)
62 N/A N/A N/A
64 N/A N/A N/A
66 0.89 (0.78 – 1.00) 0.88 (0.71 – 1.00) 0.88 (0.76 – 1.00)
67 N/A N/A N/A
68 0.62 (0.34 – 0.90) −0.01 (−0.02 –

0.00)
0.46 (0.12 – 0.79)

69 1.00 (1.00 – 1.00) N/A N/A
70 0.95 (0.86 – 1.00) 0.66 (0.38 – 0.94) 0.62 (0.34 – 0.90)
71 N/A N/A N/A
72 N/A 0.00 (. – 1.00) N/A
73 0.91 (0.81 – 1.00) 0.83 (0.69 – 0.98) 0.87 (0.74 – 1.00)
81 N/A 0.53 (0.22 – 0.83) N/A
82 0.75 (0.41 – 1.00) 0.86 (0.58 – 1.00) 0.86 (0.58 – 1.00)
83 N/A N/A N/A
84 N/A N/A N/A
89 N/A 0.25 (0.05 – 0.44) N/A

a Anyplex II HPV28 (Seegene).
b EuroArray HPV (EUROIMMUN).
c Linear Array HPV (Roche).
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on potential masking of detection of genotypes due to assay competi-
tion.

In this study differences in detection of HPV68 were noted across
the three assays. This is likely due to variable efficiency of detection of
two subtypes of HPV68, a and b, across the three assays utilized.
Variations in the primer binding sequences for both Linear Array and
EuroArray result in Linear Array only being able to amplify subtype b
efficiently [26], and EuroArray only being able to amplify subtype a
efficiently (personal communication, Markus Cavalar, August 12,
2016). This was demonstrated by complete discordance between Linear
Array and EuroArray for detection of HPV68. The PGMY primer set, on
which Linear Array was based, has recently been modified to improve
detection of HPV68a, however these changes have not been in-
corporated into the Linear Array primer mix [11,27]. Anyplex II am-
plifies both HPV68 subtypes efficiently, detecting all 3 of the samples
that were positive for HPV68 on EuroArray, and 5 of the 6 samples that
were positive on Linear Array. In this cohort, more HPV68b (Linear
Array, 1.5%) was detected than 68a (EuroArray, 0.7%). The prevalence
of HPV68 according to Anyplex II was 2.5%. As the prevalence and
clinical relevance of HPV68 are generally low, the implications of this
limitation are usually not significant. HPV68 is associated with a very
small proportion (< 1%) of cervical cancers [28].

One of the limitations of the Linear Array is the cross-reactivity of
the HPV52 probe with HPV33, 35 and 58, making the use of an extra
confirmatory test necessary to confirm the status of HPV52 in such
cases [18]. Due to the use of a potentially more-sensitive qPCR assay it
is difficult to determine the relative sensitivity of the Linear Array for
HPV52 in the presence of HPV33, 35 and/or 58. To partially address
this, a sub-analysis was performed on only samples negative for HPV33,
35 and 58 (n=331; data not shown). The proportion of samples in this
subset positive for HPV52 by Linear Array was 9.4%, compared with
7.9% (EuroArray) and 6.7% (Anyplex II), very similar to the propor-
tions detected in the whole cohort of 403 (9.9%, 7.7% and 6.5%, re-
spectively). Within this subset, agreement for HPV52 was slightly
higher than within the whole cohort, with κ values of 0.904 (Linear
Array and EuroArray) and 0.816 (Linear Array and Anyplex II). This
suggests that the confirmatory qPCR assay may be slightly more sen-
sitive for HPV52 than the Linear Array detection strips alone, however
the relative performance of EuroArray and Anyplex II compared to
Linear Array were largely independent of the confirmatory HPV52
assay.

At present, the main indication for full genotyping assays is for
population-level research purposes, where high analytical sensitivity,
genotype-specific specificity and the ability to compare results between
timepoints (for example pre- and post-vaccination) and populations (for
example, different geographical locations, to inform vaccination policy)
are important. Access to particular assays differs in different parts of the
world; some are more cost-effective than others and therefore more
accessible where resources are limited; some require smaller sample
volumes than others, and some may fit in better with existing processes
and equipment within an individual laboratory. Newer assays are being
developed and released regularly and hence it is important to determine
relative performance and levels of agreement between different assays.

The clinical value of extended genotyping remains unclear. It is
anticipated that genotype-specific identification might be useful for test
of cure, further stratification of cancer risk and to differentiate persis-
tent from transient infection [29]. Likely anticipating a future when the
clinical value of genotyping has been proven, a significant proportion of
the more than 200 commercially available HPV detection assays offer
full genotyping, and many are positioned as clinical tests. Many of these
assays, however, have not been validated [9]. The VALGENT protocol
for validation of genotyping tests for clinical cervical screening has
recently been developed [30,31] to complement the earlier Meijer
criteria for use of HR-HPV DNA tests in population-based screening
[32], and to determine whether extended genotyping offers any addi-
tional clinical value. While Linear Array, EuroArray and Anyplex II HPV

genotyping assays are yet to be assessed using the VALGENT protocol,
Anyplex II HPV28 has been assessed for, and meets, the Meijer criteria
for HR-HPV screening [33,34].

The major limitations to this study are the use of samples stored for
an extended period between Linear Array testing and the comparison
testing with Anyplex II and EuroArray, and not using the exact same
DNA sample extracted for Linear Array testing on the other 2 assays.
Variability in a comparison can be introduced by preparing separate
nucleic acid extracts, as sampling artefacts can be introduced. An ad-
ditional issue is that it is unclear how stable samples in PreservCyt
medium are when stored for extended periods at −80 °C. There is
evidence of genomic and HPV nucleic acid stability over time (up to 2.5
years) when samples refrigerated [35] or a year at −80 °C [36], yet
evidence of the stability of frozen PreservCyt samples or over longer
time periods are lacking. Studies of this nature have been called for to
enable evaluation of the feasibility of establishing sample banks [37].
To examine the potential impact of sampling variability and/or possible
degradation of sample over time, we re-tested 10% of the samples on
Linear Array using the most recently extracted DNA samples. We ob-
served only a small decrease in overall sensitivity within this subset,
which may be due in part to age of the original sample and/or freeze-
thaw of the DNA sample. We also observed other variations (genotype-
specific changes including increased detection) which are likely attri-
butable to the fact that the DNA was re-extracted from a non-identical
aliquot of original sample. When we examined specifically those gen-
otypes that were significantly differently detected in the original ana-
lysis, overall there was little change in the observed patterns of 4 of
these genotypes. The observed variability in the other 2, HPV42 and 52
(increasing and decreasing, respectively), upon re-testing is character-
istic of sampling variability. Finally, this study only evaluated the
performance of clinician-collected cervical samples in PreservCyt, and
extension to other sample types such as self-collected genital swab and
urine would be informative, particularly as self-collected samples for
HPV testing become more commonly used.

5. Conclusion

EuroArray HPV and Anyplex II HPV28 had similar sensitivity to LA
with slightly lower analytical sensitivity for a small number of high-risk
HPV genotypes. The data suggests they are well suited for population
research, however this study should be repeated in a lower-risk
screening population as assay performance may vary with lower pre-
valence. Further assessment is required to confirm what further clinical
benefit can be gained from the full genotyping offered by these assays.

Acknowledgements

All authors have read and approved the final manuscript. AC, SG,
JH, MQ and ST contributed to the study design. JT and MQ oversaw and
performed clinical sample collection. MP and SP performed HPV gen-
otype testing. DM evaluated the statistics. Euroimmun AG and Seegene
Inc. supplied the detection kits required for this study. The authors
thank Andreas Wilcke and Markus Cavalar from Euroimmun, and Hoa
Kha from Integrated Sciences for technical support and advice.

Funding

This research did not receive any specific grant from funding
agencies in the public, commercial, or not-for-profit sectors.

Conflict of interest

All authors declare that they have no conflict of interest.

A.M. Cornall et al. Papillomavirus Research 4 (2017) 79–84

83



Ethical approval

All aspects of this study were endorsed by the Royal Women's
Hospital Human Research and Ethics Committees (RWHHREC) 00/30.
All procedures performed in studies involving human participants were
in accordance with the ethical standards of the institutional research
committee and with the 1964 Helsinki declaration and its later
amendments or comparable ethical standards.

Informed consent

For this retrospective study formal consent was not required from
participants. This article does not contain any studies with animals
performed by any of the authors.

Appendix A. Supporting information

Supplementary data associated with this article can be found in the
online version at http://dx.doi.org/10.1016/j.pvr.2017.10.002.

References

[1] J. Dillner, et al., Long term predictive values of cytology and human papillomavirus
testing in cervical cancer screening: joint European cohort study, Br. Med. J. 377
(2008).

[2] G. Halec, et al., Pathogenic role of the eight probably/possibly carcinogenic HPV
types 26, 53, 66, 67, 68, 70, 73 and 82 in cervical cancer, J. Pathol. 234 (2014)
441–451.

[3] J. Whitaker, et al., Human papilloma virus type 69 identified in a clinically ag-
gressive plantar verruca from an HIV-positive patient, J. Am. Podiatr. Med. Assoc.
99 (1) (2009) 8–12.

[4] FUTURE II Study Group, Quadrivalent vaccine against human papillomavirus to
prevent high-grade cervical lesions, N. Engl. J. Med. 356 (19) (2007) 1915–1927.

[5] J.E. Tota, et al., Evaluation of human papillomavirus type replacement post-vac-
cination must account for diagnostic artifacts: masking of HPV52 by HPV16 in
anogenital specimens, Cancer Epidemiol. Biomark. Prev. 24 (1) (2015) 286–290.

[6] S.N. Tabrizi, et al., Assessment of herd immunity and cross-protection after a human
papillomavirus vaccination programme in Australia: a repeat cross-sectional study,
Lancet Infect. Dis. 14 (10) (2014) 958–966.

[7] E.A. Joura, et al., Attribution of 12 high-risk human papillomavirus genotypes to
infection and cervical disease, Cancer Epidemiol. Biomark. Prev. 23 (10) (2014)
1997–2008.

[8] L. Bruni, et al., Cervical human papillomavirus prevalence in 5 continents: meta-
analysis of 1 million women with normal cytological findings, J. Infect. Dis. 202
(12) (2010) 1789–1799.

[9] M. Poljak, et al., Commercially available molecular tests for human papilloma-
viruses (HPV): 2015 update, J. Clin. Virol. 76 (S1) (2015) S3–S13.

[10] F. Coutlée, et al., Use of PGMY primers in L1 consensus PCR improves detection of
human papillomavirus DNA in genital samples, J. Clin. Microbiol. 40 (3) (2002)
902–907.

[11] C. Estrade, R. Sahli, Comparison of Seegene Anyplex II HPV28 with the PGMY-
CHUV Assay for Human Papillomavirus Genotyping, J. Clin. Microbiol. 52 (2)
(2014) 607–612.

[12] A. Cornall, et al., EUROarray human papillomavirus (HPV) assay is highly con-
cordant with other commercial assays for detection of high-risk HPV genotypes in
women with high grade cervical abnormalities, Eur. J. Clin. Microbiol. Infect. Dis.
35 (6) (2016) 1033–1036.

[13] A.M. Cornall, et al., Anyplex II HPV28 Detection and Anyplex II HPV HR Detection
assays are highly concordant with other commercial assays for detection of high-
risk HPV genotypes in women with high grade cervical abnormalities, Eur. J. Clin.

Microbiol. Infect. Dis. (2016).
[14] M.P. Stevens, et al., Comparison of the digene hybrid capture 2 assay and Roche

AMPLICOR and LINEAR ARRAY human papillomavirus (HPV) tests in detecting
high-risk HPV genotypes in specimens from women with previous abnormal pap
smear results, J. Clin. Microbiol. 45 (7) (2007) 2130–2137.

[15] E.E. Moore, et al., Clearance of human papillomavirus in women treated for cervical
dysplasia, Obstet. Gynecol. 117 (1) (2011) 101–108.

[16] S. Phillips, et al., Comparison of the Roche Cobas® 4800 HPV assay to Digene
Hybrid Capture 2, Roche Linear Array and Roche Amplicor for detection of high-
risk human papillomavirus genotypes in women undergoing treatment for cervical
dysplasia, J. Clin. Virol. 62 (2015) 63–65.

[17] M.P. Stevens, et al., Assessment of MagNA Pure LC Extraction System for Detection
of Human Papillomavirus (HPV) DNA in PreservCyt Samples by the Roche
AMPLICOR and LINEAR ARRAY HPV Tests, J. Clin. Microbiol. 44 (7) (2006).

[18] M.P. Stevens, S.M. Garland, S.N. Tabrizi, Development and validation of a real-time
PCR assay specifically detecting human papillomavirus 52 using the Roche
LightCycler® 480 system, J. Virol. Methods 147 (2) (2008) 290–296.

[19] J.R. Landis, G.G. Koch, The measurement of observer agreement for categorical
data, Biometrics 33 (1) (1977) 159–174.

[20] M.P. Stevens, et al., HPV genotype prevalence in women with abnormal pap smears
in Melbourne, Australia, J. Med. Virol. 81 (7) (2009) 1283–1291.

[21] M. Poljak, et al., Nucleic acid tests for the detection of alpha human papilloma-
viruses, Vaccine 30 (S5) (2012) F100–F106.

[22] A. Latsuzbaia, et al., Analytical performance evaluation of Anyplex II HPV28 and
Euroarray HPV for genotyping of cervical samples, Diagn. Microbiol. Infect. Dis. 85
(3) (2016) 318–322.

[23] P.E. Gravitt, et al., Improved amplification of genital human papillomaviruses, J.
Clin. Microbiol. 38 (1) (2000) 357–361.

[24] P.K.S. Chan, et al., Biases in human papillomavirus genotype prevalence assessment
associated with commonly used consensus primers, Int. J. Cancer 118 (1) (2006)
243–245.

[25] A.M. Cornall, et al., In vitro assessment of the effect of vaccine-targeted human
papillomavirus (HPV) depletion on detection of non-vaccine HPV types: implica-
tions for post-vaccine surveillance studies, J. Virol. Methods 214 (2015) 10–14.

[26] C. Eklund, et al., Global proficiency study of human papillomavirus genotyping, J.
Clin. Microbiol. 48 (11) (2010) 4147–4155.

[27] C. Estrade, R. Sahli, Updating the PGMY primers and probes for improved detection
of HPV68a: validation of Version 2 of the PGMY-CHUV assay, J. Clin. Microbiol. 52
(11) (2014) 4033–4035.

[28] S. de Sanjose, et al., Human papillomavirus genotype attribution in invasive cer-
vical cancer: a retrospective cross-sectional worldwide study, Lancet Oncol. 11 (11)
(2010) 1048–1056.

[29] P.E. Gravitt, et al., ICO monograph series on HPV and cervical cancer: general
overview. New technologies in cervical cancer screening, Vaccine 26 (S10) (2008)
K42–K52.

[30] M. Arbyn, et al., Highlights Proceedings of the 27th International Papillomavirus
Conference and Clinical Workshop: Part 2: Applied clinical science, Future Virol., 7
(1) 19-24.

[31] M. Arbyn, et al., VALGENT: a protocol for clinical validation of human papillo-
mavirus assays, J. Clin. Virol. 76 (S1) (2016) S14–S21.

[32] C.J.L.M. Meijer, et al., Guidelines for human papillomavirus DNA test requirements
for primary cervical cancer screening in women 30 years and older, Int. J. Cancer
124 (3) (2009) 516–520.

[33] A.T. Hesselink, et al., Clinical validation of AnyplexTM II HPV HR detection ac-
cording to the guidelines for HPV test requirements for cervical cancer screening, J.
Clin. Virol. 76 (1) (2016) 36–39.

[34] S. Jung, et al., Clinical validation of Anyplex II HPV HR detection test for cervical
cancer screening in Korea, Arch. Pathol. Lab. Med. 140 (3) (2016) 276–280.

[35] P.M. Agreda, et al., Long-term stability of human genomic and human papilloma-
virus DNA stored in BD SurePath and Hologic PreservCyt liquid-based cytology
media, J. Clin. Microbiol. 51 (8) (2013) 2702–2706.

[36] Y. Kim, et al., Stability of DNA, RNA, cytomorphology, and immunoantigenicity in
Residual ThinPrep® Specimens, Acta Pathol., Microbiol. Immunol. Scand. 121 (11)
(2013) 1064–1072.

[37] M. Arbyn, et al., Cervical cytology biobanking in Europe, Int. J. Biol. Markers 25 (3)
(2010) 117–125.

A.M. Cornall et al. Papillomavirus Research 4 (2017) 79–84

84

http://dx.doi.org/10.1016/j.pvr.2017.10.002
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref1
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref1
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref1
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref2
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref2
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref2
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref3
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref3
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref3
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref4
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref4
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref5
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref5
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref5
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref6
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref6
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref6
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref7
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref7
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref7
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref8
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref8
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref8
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref9
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref9
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref10
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref10
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref10
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref11
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref11
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref11
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref12
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref12
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref12
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref12
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref13
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref13
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref13
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref13
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref14
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref14
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref14
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref14
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref15
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref15
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref16
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref16
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref16
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref16
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref17
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref17
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref17
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref18
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref18
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref18
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref19
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref19
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref20
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref20
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref21
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref21
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref22
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref22
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref22
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref23
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref23
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref24
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref24
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref24
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref25
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref25
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref25
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref26
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref26
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref27
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref27
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref27
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref28
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref28
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref28
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref29
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref29
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref29
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref30
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref30
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref31
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref31
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref31
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref32
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref32
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref32
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref33
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref33
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref34
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref34
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref34
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref35
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref35
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref35
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref36
http://refhub.elsevier.com/S2405-8521(17)30009-5/sbref36


Minerva Access is the Institutional Repository of The University of Melbourne

Author/s:
Cornall, AM;Poljak, M;Garland, SM;Phillips, S;Machalek, DA;Tan, JH;Quinn, MA;Tabrizi, SN

Title:
HPV genotype-specific concordance between EuroArray HPV, Anyplex II HPV28 and Linear
Array HPV Genotyping test in Australian cervical samples

Date:
2017-12-01

Citation:
Cornall, A. M., Poljak, M., Garland, S. M., Phillips, S., Machalek, D. A., Tan, J. H., Quinn, M.
A. & Tabrizi, S. N. (2017). HPV genotype-specific concordance between EuroArray HPV,
Anyplex II HPV28 and Linear Array HPV Genotyping test in Australian cervical samples.
PAPILLOMAVIRUS RESEARCH, 4, pp.79-84. https://doi.org/10.1016/j.pvr.2017.10.002.

Persistent Link:
http://hdl.handle.net/11343/257496

License:
CC BY-NC-ND

http://hdl.handle.net/11343/257496
CC%20BY-NC-ND

	HPV genotype-specific concordance between EuroArray HPV, Anyplex II HPV28 and Linear Array HPV Genotyping test in Australian cervical samples
	Introduction
	Material and methods
	Results
	Discussion
	Conclusion
	Acknowledgements
	Funding
	Conflict of interest
	Ethical approval
	Informed consent
	Supporting information
	References




