The histological and physiological effects of the auditory brainstem prosthesis on the auditory pathway

X. LIO, G. McPHEE, L. SELDON and G. CLARK

Department of Otolaryngology, The University of Melbourne
Bionic Ear and Hearing Research Institute, Melbourne (AUS)

SUMMARY

To rehabilitate profoundly deaf patients who cannot benefit from the cochlear implant due to bilateral interruption of the auditory nerve, particularly from neurofibromatosis II, the histological and physiological effects of an auditory brainstem prosthesis on the cochlear nuclei of guinea pigs were examined in order to establish the safety and the efficacy of this prosthesis.

INTRODUCTION

The cochlear implant can successfully rehabilitate many profoundly deaf patients. However, some of them cannot benefit from cochlear implants due to bilateral interruption of the auditory nerve, particularly from neurofibromatosis II. These patients can be directly stimulated with an auditory brainstem prosthesis on the cochlear nucleus (Portillo et al. 1993). One current model of the auditory brainstem prosthesis is an array of surface electrodes. The concept of the prosthesis is similar to that of a cochlear implant, that is to stimulate the auditory pathway electrical except that the electrode design and surgical placement are targeted for the cochlear nucleus in the brainstem rather than the scala tympani of the cochlea.

Copyright 1997 by Monduzzi Editore S.p.A. - Bologna (Italy)
and latency of the post-stimulation EABRs waves were the same as the pre-stimulation (Fig. 2). A broad 2-DG labelling was found in the ipsilateral cochlear nucleus and in bilateral the IC. The CN showed variable 2-DG uptake patterns. However an increased labelling was found adjacent to the electrode tracks in all the cochlear nuclei. There was no recognisable 2-DG labelling in the surrounding non-auditory structures. The right IC (contralateral to stimulated cochlear nucleus) exhibited the most robust glucose metabolic response with a pattern of banding seen in all the stimulated animals. The morphology, location, and numbers of bands differed between individual subjects. The bands were always oriented in the dorsoventral direction. The left inferior colliculus (ipsilateral to stimulated cochlear nucleus) also showed some evidence of banding, although the bands were not as sharp and dense as the right side of the IC.

In both the control and stimulated sides of the cochlear nuclei, three major cell types were readily recognisable as being typical of the VCN in Nissl staining. These were the pyramidial, spherical bushy and globular bushy cell. A similar situation occurred in the DCN where again there were at least three distinctive types of cell, the pyramidal cell, the pyramidal cell and the pyramidal cell. In addition to these cell types, which was restricted to one or other major divisions of the complex, there were four categories of cells within all of them.

These were the octopus cell, spherical bushy cell and globular bushy cell. A similar situation occurred in the DCN where there are at least three distinctive types of cell, the pyramidal cell, the pyramidal cell and the pyramidal cell.
granule cell, multipolar cell, giant cell and small cells. They shared the same shape and staining. No histological differences were observed between the control and stimulated sides of the cochlear nuclei. In both the rate group and charge group, the morphology was very similar. No pathological changes were found inside or outside the cochlear nuclei.

No changes were found in the volumes of the cochlear nuclei (Fig. 3,4), the neuron density (Fig.5,6), and the soma cross-sectional area of neurons (Fig.7,8) in the cochlear nucleus.

DISCUSSION

The goal of the auditory brainstem prosthesis is to activate the auditory system (cochlear nucleus) without any side effects, such as damage to the auditory system or interference with other functions in the central nervous system. Results of the present study show that the surface electrode can effectively activate the auditory system without interference with other brainstem functions or damage to the stimulated tissues.

The main safety concerns (or side effects) about a brain stem prosthesis are tissue damage and interference with other brainstem functions, as the respiratory centers in the brainstem could be affected by electrical stimulation. The electrical stimulation of the lower brainstem had been reported to result in a rise of body temperature and respiratory rate while heart rate did not show a consistent change (Szelenyi et al 1976). The results of the present study show that stimulation on the cochlear nucleus via this prosthesis can effectively evoke auditory brainstem responses without affecting other life essential functions of the brainstem. There is no change of respiratory rate, CO₂ concentration or body temperature during and after stimulation of the cochlear nucleus, corresponding with the results from penetrating electrodes (Niparko et al. 1989).

The neural damage induced by microelectrode stimulation has generally been examined in two aspects: physiological and morphological effects. The primary concern of pathophysiological effect is depression of the electrical excitability of neurons near the stimulating microelectrode. This is of particular interest because it can seriously compromise the clinical functioning of the neuroprosthesis. The EABR results show that neuronal excitability had not changed after 6 hours of continuous stimulation.

Results of the present study show that only the auditory pathway was labelled by 2DG, this is a good indication of the efficacy of the prosthesis. That non-auditory systems were not involved shows the auditory brainstem prosthesis is an effective and safe device.

A morphological study is the most reliable technique for safety study. The volume, cell density and cell size of the cochlear nucleus have been used for the study of auditory impairment, and most importantly, for the safety study of the cochlear implant. No changes in the volume, neuron density and soma area of the stimulated cochlear nuclei were found compared with that of the control side. This corroborates earlier study which showed that the changes of neuron excitability preceded gross histological injury (McCreery et al. 1992); our study showed even no changes of the neuron excitability.

In conclusion, the results of this study indicate that with the given stimulation parameter neuronal excitability, volume, neuron size and neuron density of the cochlear nucleus are not affected by continuous electrical stimulation with a bipolar surface electrode in the guinea pig.

REFERENCES


Author/s:
Lui, Xuguang; McPhee, Greg.; Seldon, H. Lee; Clark, Graeme M.

Title:
The histological and physiological effects of the auditory brainstem prosthesis of the auditory pathway

Date:
1997

Citation:

Persistent Link:
http://hdl.handle.net/11343/26995

File Description:
The histological and physiological effects of the auditory brainstem prosthesis of the auditory pathway