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Ab s t r Ac t 
Computed perimetry remains the gold standard of visual field measurement among glaucoma patients. However, several emerging technologies, 
made possible by advances in computer programming, smartphone, tablet, or virtual reality, allow alternative means of visual function assessment. 
These new visual tests may one day have a useful complementary role in visual field testing and to bridge the gap between perimetry and 
daily experience. Many of these emerging technologies have distinct practical advantages over Ganzfield bowl-based computed perimetry. 
This paper outlines a discussion of some of these emerging techniques in visual function assessment in glaucoma.
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In t r o d u c t I o n
Glaucoma is the leading cause of irreversible blindness worldwide1 
and its prevalence is increasing.2 In 2015, glaucoma was responsible 
for 2.9 million cases of blindness in the world.1 Glaucoma, estimated 
to affect 3.5% of those aged 40–80 years, is forecast to impact 76 
million by 2020 and 112 million by 2040.2 Accordingly, glaucoma 
poses a considerable socioeconomic burden globally.3 Key to 
the diagnosis and long-term management of glaucoma is serial 
assessment of visual function.

Patients with worsening glaucoma have increasing difficulty 
with light/dark adaptation, contrast discrimination, and peripheral 
vision-dependent activities.4 This can impact walking, driving, 
venturing from home, seeing at night, reading, adjusting to different 
levels of illumination, judging distances, and seeing peripheral 
objects and moving objects coming from the side, resulting in 
falls or motor vehicle accidents.5–7 Progressive vision impairment 
from glaucoma may adversely affect one’s ability to perform daily 
activities, physical and psychological well-being, and health-related 
quality of life (QoL).3

Visual acuity (VA), contrast sensitivity (CS), and visual field 
testing by standard automated perimetry (SAP) are commonly 
used to quantify functional visual ability in glaucoma patients.8–11 
However, they may not reflect real-world visual function. For 
instance, in real life, patients can be distracted, or be multitasking, 
and are able to move their head and use saccades to compensate for 
loss of peripheral vision.12 Questionnaires—also known as patient-
reported outcomes (PROs)—allow patients to self-evaluate their 
ability to perform visually related tasks, among other domains of 
glaucoma-related QoL.6 However, recall bias, psychological factors, 
and personality may influence patients’ responses. Two patients 
with the same degree of clinically measured vision loss may rate 
their disability differently on a questionnaire, or may alter their 
responses on different days depending on mood or other factors.13,14

Many of these limitations could potentially be overcome by 
objective simulation of functional visual ability. Some task-specific 
tests have been developed and used to good effect in a research 
setting, and some excellent work has already been performed to 
evaluate falls risk, reading speed, and positional stability among 
glaucoma patients.5,15–22 Performance-based assessments of 

functional ability related to vision, the assessment of visual disability 
related to vision (ADREV) and the related compressed assessment 
of activities related to vision (CAARV), have been developed; 
however, they have technical challenges: these are physical tests 
that require participants to navigate a large space and outcomes 
may be influenced by neuro/musculoskeletal morbidities.4,23–25

With digital and smart technology that has changed the world in 
the past decade, there is an explosion of new opportunities to use the 
human/digital interface to evaluate and understand visual function 
for glaucoma patients. There are several emerging technologies that 
may one day have a useful complementary role in visual field testing 
and to bridge the gap between perimetry and daily experience. 
Whether these technologies will thrive or be quickly replaced is 
unclear, but they provide tantalizing glimpses of what may be 
possible, what may be more convenient or enjoyable to patients, 
and what may be more cost-effective than SAP in resource-poor 
healthcare settings. This article provides a brief overview of some of 
the emerging visual testing strategies. (For a more detailed overview 
of each strategy, the original sources are referenced throughout.)

ne w cl I n I c A l VI s uA l te s ts f o r Gl Au co m A

Cambridge Glaucoma Visual Function Test
In 2013, we hypothesized that objective visual function testing 
could be improved using simple, reproducible computer-simulated 
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activities designed to reflect daily life activities. Computer-based 
simulations may have a greater role in future activity limitation 
assessment and clinical management of glaucoma patients. Such 
testing may help bridge the gap in understanding between patients 
and clinicians as to how glaucoma may interfere with patients’ daily 
life; it could be an important educational intervention for patients.

We designed and validated, using Rasch analysis, the 
Cambridge glaucoma visual function test (CGVFT), a computed 
objective simulation test of visual ability in patients with glaucoma 
that is repeatable, simple to perform, and reflective of everyday 
tasks.26 This comprised of 63 image-based tasks projected on a 
large screen, subtending 120° horizontally of binocular vision (see 
Figs 1 and 2). The images were designed to reflect peripherally 
visually challenging tasks of varying difficulty levels, and patients’ 
ability to complete the tasks was timed. Each task began with the 
patient looking at a central, spinning yellow star, which was a form 
of initial fixation to challenge their vision peripherally.

When evaluated among a cohort of 80 glaucoma patients of 
varying severity and 14 controls, the CGVFT had good correlation 
with better eye mean deviation on SAP (correlation coefficient = 
−0.441) as well as QoL PRO metrics such as the glaucoma activity 
limitation-9 questionnaire (correlation coefficient = 0.455). The 
CGVFT was easy to administer and use but was limited in the sense 
that it requires projection onto a wide screen and the presence of 
a test invigilator. The CGVFT has recently been re-evaluated as a 
computer-monitor-based test (submitted for publication).

Virtual Reality Glaucoma Visual Function Test
Subsequently, a similar test was developed, this time using a 
three-dimensional simulation virtual reality (VR) smartphone-
based headset.27 The image on the smartphone is duplicated on 
two halves of the smartphone, one for each viewing eyepiece, as 
the smartphone is inserted into the VR viewing headpiece (Fig. 3). 
The test was evaluated among a cohort of 93 glaucoma patients of 
varying severities. The user was able to “look around” the VR world, 
as the phone detects any head movement and alters the displayed 
field of view accordingly. We based our three-dimensional test 
of visual function using VR technology on a similar design to the 
CGVFT. However, this smartphone-based VR glaucoma test, the 
virtual reality glaucoma visual function test (VR-GVFT), was found 
to be not as accurate a reflection of glaucomatous visual damage as 
the original CGVFT. The items of this test were grouped into three 
categories—stationary tasks, moving ball tasks, and driving tasks. 

Only stationary and moving ball passed Rasch analysis; and of the 
two only the stationary test correlated with glaucoma severity, 
albeit weakly (R = 0.244; p = 0.018). Why the VR test was not as 
good as the widescreen projector test is unclear—the widescreen 
projector is more similar in nature to VF testing and this may be the 
reason for the greater correlation. Furthermore, the widescreen 
CGVFT had a form of fixation control to challenge peripheral vision 
use, which the VR-headset test did not.

Tablet-based Perimetry
Tablet-based perimetry is one of the most promising and well-
validated of the emerging technologies. In comparison to the 
tests described above, this is very similar to traditional SAP, with 
the exception being administered by a touch screen tablet—both 
the visual stimuli as well as the patient responses. The Melbourne 
rapid fields (MRF) (GLANCE Optical Pty Ltd., Melbourne, Australia) 
has been developed as a software to administer tablet-based 
perimetry currently available on the Apple iPad. The software uses 
the zippy estimation by sequential testing (ZEST) algorithm, which 
is an adaptive Bayesian method, for determining retinal sensitivity 
measures. Each eye is tested separately and with patient wearing 
near spectacle correction if required. Fixation is maintained with 
a central fixation target, which can move to the peripheries of the 
tablet to further test the extremities of the field.28 A computed voice 
prompt guides patients throughout the test and voice reminder 
given at regular intervals to remind patients to maintain focus 
on fixation target. At the end of the test, the software generates 
a 24-2 visual field printout map that has good reliability and 
similarity with Humphrey visual field (HVF) testing (Fig. 4).29,30 When 
independently evaluated, global indices were highly correlated 
between MRF and HVF: MD r2 = 0.80, PSD r2 = 0.77, VFI r2 = 0.85 (all 
p < 0.0001). The ROC analysis of global indices showed reasonable 
sensitivity/specificity with AUC values of 0.89 (MD), 0.85 (PSD), and 
0.88 (VFI). The MRF retest variability was low with ICC values at 
0.95 (MD and VFI) and 0.94 (PSD).31

Perimetry Using Virtual Reality Goggles
Using a VR headpiece and a smartphone system, Tsapakis et al. 
describe a means of perimetric visual field testing using VR glasses, 
a 6-inch display smartphone, and a software that evaluates the 
central 24° of the visual field using a fast-threshold 3 dB step staircase 
algorithm.32 The 52 testing points are all on each of the two halves of 
the smartphone, to stimulate either eye. The software automatically 
locates the blind spot and accordingly adjusts the location of the test 
points. The display’s gamma level (luminosity per pixel), contrast, 
and brightness can be tightly controlled for optimal testing settings. 
Lens rim artifact can be a problem, with manual calibration required 
prior to test commencing to ensure all points are visible by the 
user. In a small cohort of 20 eyes from 10 glaucoma patients, this 
test appears to produce results similar to SAP—a high correlation 
between this testing strategy and SAP was reported (although it 
is unclear which SAP index was used for correlation).

Tablet Perimetry with Gaze-tracking
In a small pilot study, Jones et al. describe “Eyecatcher,” which is 
tablet-based perimetry combined with gaze-tracking technology. 
Gaze tracker is clipped onto the bottom of the tablet and participants 
are shown two stimuli: the fixation and target. Elegantly, this system 
does not require participants pushing buttons or record seeing the 
target—the involuntary saccade generated by the target visible 
in their peripheral vision is captured by the gaze tracker, and is a 

Fig. 1: Testing strategy of the original Cambridge glaucoma visual 
function test. Visual challenges are presented to patients projected onto 
a wide screen with the patients seated nearby so that 120° horizontal 
vision is tested
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marker of peripheral visual registration.33 In a cohort of 12 glaucoma 
patients, mean Eyecatcher scores correlated with mean deviation 
scores (r2 = 0.64, p < 0.001), and good concordance was detected 
between corresponding VF locations (∼84%).

Portable Multifocal Visual Evoked Potentials
Related strategies may prove to be fruitful in detecting and 
monitoring visual dysfunction related to glaucoma. Nakanishi and 
colleagues evaluated the nGoggle (nGoggle Inc., San Diego, CA): 
a portable, objective brain–computer interface device integrating 

wireless electroencephalogram (EEG) and electrooculogram (EOG) 
systems and a head-mounted display (Fig. 5).34

In a case control study involving 33 participants with 
glaucoma and 17 healthy controls, the nGoggle demonstrated 
good agreement with SAP. The device was able to distinguish 
glaucomatous eyes from healthy eyes. The receiver operating 
characteristic curve area for the visual-evoked potentials parameter 
was 0.92 (95% CI, 0.86–0.96), which was larger than for SAP 
mean deviation (area under the curve, 0.81; 95% CI, 0.72–0.90). 

Figs 2A to D: Items from the Cambridge glaucoma visual function test (CGVFT). The CGVFT comprises timed visually challenging tasks projected 
onto a wide screen and designed to reflect daily living. For each task, the participant is required to begin gaze at a centrally rotating gold star and 
then find a target. For example, participants are asked to find a raspberry among the cherries, match a sock, identify camouflaged animals, and 
find items on a street scene (reproduced with permission from Skalicky SE, Lamoureux EL, Crabb DP, and Ramulu PY. Patient reported outcomes, 
functional assessment and utility values in glaucoma. J Glaucoma 2019;28(2):89–96)

Figs 3A and B: (A) Google Goggles viewing binocular system allowing a simulated virtual reality (VR) environment; (B) Testing strategy with patients 
wearing the VR headset. Their view can be tracked on the invigilators’ computer screen on the desk
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No statistically significant differences were seen for the sectoral 
measurements between the nGoggle and SAP.

Robot Assistants for Visual Field Testing
While the above studies looked at new technologies that could 
replace traditional perimetry, in a recent study McKendrick and 
colleagues examined whether a state-of-the-art humanoid robot 
is able to improve visual field testing experience by patients 
performing traditional SAP.35 Patients were asked to perform visual 
field testing four times under different feedback conditions: (1) 
optometrist providing feedback, (2) humanoid robot feedback, 
(3) computer speaker, and (4) no feedback, in random order. While 
the study showed no significant difference in the overall test result 
under all four conditions, it showed for both young and older 
patients there was equal preference for an optometrist or humanoid 
robot providing feedback and the condition of no feedback was 
least preferred. Robot assistants in the future may provide greater 
patient-centric engagement in visual field assessment, which can 
improve adherence and positive outcomes.

co n c lu s I o n
These testing strategies may be a passing academic interest 
or may represent the beginning of a new era of visual function 
testing for glaucoma patients. While SAP has long been a reliable, 
reproducible, and accurate measure of visual dysfunction due to 

glaucoma (and other conditions affecting the visual field), it has 
its drawbacks, chiefly regarding access to specialized machinery 
in an under-resourced healthcare setting. Tablets, smartphones, 
and computers, in comparison, are versatile and more or less 
ubiquitous.

Even in developed nations with mature health services, 50% 
of glaucoma remains undiagnosed, largely because affected 
individuals fail to present to optometrists for routine screening. 
Furthermore, with health budgetary constraints it is becoming 
increasingly difficult to provide long-term monitoring for known 
glaucoma patients in healthcare institutes. There is an obvious 
public health advantage to being able to detect and monitor 
glaucoma in patients’ homes using their own computers and 
devices.

Tests of activity limitation like the CGVFT, ADREV, and CAARV 
are important additions to conventional clinical assessment. 
They provide a critical understanding of daily patient function 
of glaucoma patients, allowing clinicians, patients, and policy 
makers to better understand the impact of glaucoma on daily life. 
Understanding the daily challenges of glaucoma patients, and 
giving patients the opportunity to demonstrate these challenges, 
can only be good for wholistic patient care, and lead to more 
meaningful clinical relationships.

Virtual reality has become highly successful and commonplace 
in the gaming world; however, if our experience with the VR-GVFT 
is replicated, it is unclear if it will have a meaningful role in disease 
monitoring. It is also unclear if any of this new technology can detect 
glaucoma earlier than SAP.

While the future of technology is always uncertain, it is hoped 
that innovation will continue to drive improvements and greater 
equitability in delivery of clinical care for people with glaucoma, as 
well as earlier and increased rates of glaucoma detection.
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