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ABSTRACT 

Sixty-three postlinguistically deaf adults from four English-speaking countries par
ticipated in a 17-week field study of performance with a new speech coding strategy, 
Spectral Peak (SPEAK), and the most widely used strategy, Multipeak (MPEAK), both of 
which are implemented on wearable speech processors of the Nucleus 22 Channel 
Cochlear Implant System; MPEAK is a feature-extraction strategy, whereas SPEAK is a 
filterbank strategy. Subjects' performance was evaluated with an experimental design 
in which use of each strategy was reversed and replicated (ABAB). Average scores for 
speech tests presented sound-only at 70 dB SPL were higher with the SPEAK strategy 
than with the MPEAK strategy. For tests in quiet, mean scores for medial vowels were 
74.8 percent versus 70.1 percent; for medial consonants, 68.6 percent versus 56.6 
percent; for monosyllabic words, 33.8 percent versus 24.6 percent; and for sentences, 
77.5 percent versus 67.4 percent. For tests in noise, mean scores for Four-Choice 
Spondees at + 10 and +5 dB signal-to-noise ratio (SIN) were 88.5 percent versus 73.6 
percent and 80.1 percent versus 62.3 percent, respectively; and for sentences at +15 
dB, +10, and +5 dB SIN, 66.5 percent versus 43.4 percent, 61.5 percent versus 37.1 
percent, and 60.4 percent versus 31.7 percent, respectively. Subjects showed marked 
improvement in recognition of sentences in noise with the new SPEAK filterbank 
strategy. These results agree closely with subjects' responses to a questionnaire on which 
approximately 80 percent reported they heard best with the SPEAK strategy for everyday 
listening situations. 

The :'-Jucleus multielectrode intracochlear im Melbourne to improve patients' ability to perceive 
plant system was first implanted in 1982;' since temporal and spectral cues of conversational speech. 
then it has been implanted in over 8000 recipients. Major work has focused on strategies that extract, 
For over a decade, there has been ongoing develop from incoming sound, features important for speech 
ment of speech coding strategies at the University of recognition. With the first speech coding strategy, 
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FOF2, the voice fundamental frequency (FO) as well 
as the amplitude and frequency ofpeak sound energy 
in the region of the second formant (F2) of speech 
(800-2300 Hz) were extracted. The fundamental fre
quency determined the stimulation rate, and F2 in
formation determined the electrode to be stimulated 
and amplitude of stimulation.2 The F2 frequency 
range was divided into logarithmically equal pass
bands that were assigned to active electrodes in an 
apical-ta-basal order. With this assignment of fre
quency bands, stimulation of the F2 electrode caused 
pitch percepts according to the tonotopic organiza
tion of the cochlea. The second speech coding strat
egy, FOFIF2, added information about the first 
formant (Fl) of speech (300-1000 Hz), and the 
bandwidth for estimation of second formant infor
mation (F2) was changed slightly (1000-4000 Hz).3 
With this strategy, Fl frequency bands were divided 
in equal linear steps and assigned to the apical third 
of the electrodes, and F2 frequency bands were di
vided in equal logarithmic steps and assigned to the 
basal twa-thirds of the electrodes. The third speech 
coding strategy, Multipeak (MPEAK), added infor
mation about the amplitude in three high-frequency 
bands (2000-2800 Hz, 2800-4000 Hz, and 4000-6000 
Hz) to the Fl and F2 inforIllatioll.4 Amplitude infor
mation in the high-frequency bands was delivered to 
three fixed basal electrodes. With the evolution of 
speech coding strategies, progressively greater num
bers of stimulation pulses per analysis cycle (FOF2 = 
1, FOFIF2 = 2, MPEAK = 4) have been presented in 
rapid succession. With each increase in the number 
of electrodes stimulated, there has been an increase 
in temporal and spectral information delivered to the 
auditory system and a concomitant improvement in 
patients' speech recognition by sound alone.4-8 Al
though most implant patients use the MPEAK strat
egy, a few patients use the FOF2 or FOFlF2 strategy. 
The Mini Speech Processor (MSP), which has been 
in clinical use since 1989, can be programmed for any 
of these strategies. 

In 1989, a wearable speech processor called the 
Spectral Maxima Sound Processor (SMSP) was devel
oped at the University of Melbourne,9 first for re
search use with an advanced multichannel cochlear 
implant developed by the University and then modi
fied for research with the Nucleus implant. lO·ll The 
speech coding strategy used with the SMSP processor 
was fundamentally different from that used in the 
previous strategies, which were based on feature ex
traction. With this strategy, incoming sound was ana
lyzed using 16 digital bandpass filters, each of which 
was assigned in tonotopic order to 16 of the user's 
implant electrodes, with the lowest frequency band 
assigned to the most apical electrode used by that 
subject. For each analysis cycle, the microprocessor 
scanned the 16 spectral estimates, selected the six 
channels with largest amplitudes, or "maxima," and 
presented these maxima sequentially from largest to 
smallest on the associated electrodes. If spectral en
ergy was detected in fewer than six channels, fewer 
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electrodes were stimulated. The average length of an 
analysis cycle was 4 ms. 

There were several reasons why the filterbank 
approach of the Spectral Maxima speech coding 
strategy provided more information than the MPEAK 
feature extraction strategy. With the Spectral Max
ima strategy, any six of the 16 electrodes were stimu
lated as the maxima of incoming sound shifted across 
the frequency range of the processor. In most cases, 
these maxima represented speech formants, but the 
Spectral Maxima strategy provided better spectral 
detail, owing to stimulation of adjacent channels 
rather than estimation of just one "peak" for each 
formant. In addition, there was rapid sequential stimu
lation of six electrodes with the Spectral Maxima 
strategy instead of four electrodes with the MPEAK 
strategy for each analysis cycle. 

Performance of patients using the Spectral Max
ima strategy in research at the University of Mel
bourne was encouraging. In the first study, the four 
subjects performed significantly better on sound
only speech tests when using this strategy than when 
using the MPEAK strategy.12 Average improvement 
was 15 percent for closed-set vowels, 15.5 percent 
for closed-set consonants, 17.5 percent for open-set 
monosyllabic words, and 28.7 percent for sentences 
in noise. Further analysis of subjects' responses on 
the vowel, consonant, and word tests using the two 
speech coding strategies revealed what aspects of 
speech feature perception contributed to this im
provement.J3 For the monosyllabic words, there was 
significant improvement on all features for vowels 
(duration, Fl, F2, Fl- transition, F2- transition) and all 
features for consonants (voicing, place, and manner 
of articulation) with the Spectral Maxima strategy. 
For closed-set vowel and consonant tests, there was 
significant improvement for vowel Fl and F2 features, 
and consonant manner and place ofarticulation with 
the Spectral Maxima strategy. 

These results prompted development and manu
facture of the Spectra 22 processor and Spectral Peak 
(SPEAK) speech coding strategy from the SMSP re
search device. The major changes incorporated in 
the Spectra 22 processor were as follows. A new cus
tom monolithic integrated chip was designed and 
manufactured. Incoming sound was analyzed with a 
maximum of 20 digitally programmable analog fil
ters, from which the amplitude in each filter was 
extracted. The filter outputs were scanned to select 
an average of six maxima. The actual number of 
maxima, that ranged between one and ten, was de
termined by the signal level, spectral composition of 
incoming sound, and the individual subject's speech 
processor program. This scanning occurred continu
ously, and electrodes associated with the maxima 
filters were stimulated at the actual scanning rate 
from a basal-to-apical position in the cochlea. The 
average rate was 250 Hz, but it could vary by approxi
mately plus or minus 100 Hz, depending on the 
subject's speech processor program as well as the 
incoming sound intensity and spectral composition. 
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Within an individual subject'S program, rate vari
ation was smaller. 

The SPEAK speech coding strategy required 
more power than the MPEAK speech coding strategy 
because an average of six electrodes were stimulated 
instead of four. For this reason, a rechargeable bat
tery gave less than the 16 hours use typically obtained 
with the MPEAK strategy. 

The gain at the output of each bandpass filter 
could be set between values of 1 and 15 in I-dB 
increments. The software automatically selected a 
value of8 for all filters; however, it could be manually 
changed to another value for each filter. 

The upper and lower frequency boundaries of 
the bandpass filters were preselected by the software. 
For a given number of active electrodes, the clinician 
could chose one from among several sets of bandpass 
filters. For the maximum number of 20 active elec
trodes, the software automatically selected 20 band
pass filters for the frequency range from 150 to 
10,823 Hz. For 16 electrodes, this selection included 
the frequency range from 150 to 5744 Hz. Alternative 
sets of bandpass filters were available that started as 
low as 75 Hz but could go no higher than 10,823 Hz. 
The filter bandwidths were linearly distributed from 
250 to approximately 1850 Hz and were then loga
rithmically distributed to the maximum frequency. 
Scaling of these bandpass filter frequencies made it 
possible for patients with a range of available elec
trodes to be programmed. 

The noise suppression circuit of the Spectra 22 
processor was not designed to subtract the noise floor 
from the incoming signal, a feature which was in
cluded in the MSP noise suppression circuit. Conse
quently, a base-level increase and enhanced autosen
sitivity function were incorporated into the Spectra 
22 noise suppression circuit. For example, when the 
processor was set on S, this circuit caused the default 
base level of4 to be increased to 10. For this base-level 
increase, the upper 22.7 dB of incoming sound was 
processed instead of the usual range of 29.5 dB. In 
addition, the autosensitivity function of the Spectra 
22 was more active than in the MSP. For the MSP set 
to S, the autosensitivity function reduced the sensitiv
ity level when the noise floor reached 10 dB below 
the peak level. For the Spectra 22 set to S, this hap
pened when the noise floor reached 12.4 dB below 
the peak level. 

This report describes the results of a 17-week 
field study comparing performance of 63 postlinguis
tically deafened adults using the SPEAK strategy im
plemented on the Spectra 22 processor with perform
ance using the MPEAK strategy implemented on 
the MSP. 

MATERIAL AND METHODS 

Field Study Sites and Subjects 

Eight cochlear implant centers in four English
speaking countries participated in the field study. 

Twen ty-four adults participated in Australia: 12 at the 
University of Melbourne Cochlear Implant Clinic at 
the Royal Victorian Eye & Ear Hospital and 12 at the 
University of Sydney Cochlear Implant Clinic at the 
Royal Prince Alfred Hospital. Twenty-three adults 
participated in the United States: 11 at the Denver 
Ear Institute, nine at the Department ofOtolaryngol
ogy of Washington University School of Medicine, 
and three at the Michigan Ear Institute. Twelve adults 
participated in Canada: eight at the Sunnybrook 
Health Science Center of the University of Toronto 
and four at St. Paul's Hospital in Vancouver. Four 
adults participated in the United Kingdom at the 
South of England Cochlear Implant Centre of the 
Institute of Sound and Vibration at the University 
of Southampton. 

Subjects were 63 postlinguistically deafened adults 
who were implanted between 20 and 78 years of age 
(median: 44 yr) who spoke English as their primary 
language and had used the MSP programmed with 
the MPEAK speech coding strategy continuously for 
at least 8 months prior to the study. For 52 sub
jects, median duration of deafness prior to implanta
tion was 5 years (mode: 1 yr; range: 4 mo-60 yr). 
Subjects used 16 or more active intracochlear elec
trodes in their speech processor programs except for 
six subjects in Melbourne who used between 12 and 
15 electrodes. Maximum acceptable loudness levels 
(MALs) on electrodes in the subjects' programs aver
aged 185 or less on the Stimulus Level scale (for a 
description, see Skinner et aI4). Subjects who partici
pated represented a wide range of open-set speech 
recognition on auditory-only sentences in quiet with 
minimum performance of 5 percent correct on re
corded CID Everyday Sentences or Bamford-Kowal

1Bench Sentences. 14. 'i This group of subjects met se
lection criteria that represented the majority (75%) 
of clinical patients using the Nucleus 22 Channel 
Cochlear Implant system. 

Equipment and Test Environment 

An excellent description of the Nucleus multi
channel cochlear implant, the Mini 22, its implanta
tion and function is given by Clark et al. 16 The Mini 
Speech Processor its function and fitting parameters, 
and the MPEAK speech coding strategy are described 
by Skinner et al. 4The SPEAK and MSP processors are 
the same in the following ways: size and weight; 
powered with one 1.5 V rechargeable or disposable 
battery; sensitivity control function; conversion of 
incoming amplitude to a digital code; range of base 
levels; range ofQvalues; availability of Current Level 
and Stimulus Level amplitude coding strategies; and 
storage of patient speech processor programs with 
Random Access Memory.4 

Each center used two cassette tape recorders 
connected to an audiometer or laboratory equip
ment to present recorded speech tests and mix eight
talker babble with the speech at the appropriate 
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levels and signal-to-noise ratios (SIN). The output of 
this equipment was delivered to a power amplifier 
that drove a loudspeaker. A sound-level meter was 
used to calibrate the stimuli at the center of where 
the subject's head would be for testing. 

Each subject's speech processor was programmed 
using an IBM-compatible computer, Dual Processor 
Interface, Version 6.60 of the Diagnostic Program
ming Software for the MSP and MPEAK strategy, and 
experimental software (Version 6.90) for the Spectra 
22 and SPEAK speech coding strategy. 

Subjects were seated between 1 and 2 meters at 
o degrees azimuth to the loudspeaker in a sound
attenuating room or booth that had relatively little 
reverberation. 

Test Materials 

Test materials included speech tests and a ques
tionnaire. Speech tests included sound-only record
ings of nonsense syllables, monosyllables, and sen
tences presented in quiet. In addition, sentences and 
spondees were mixed with eight-talker babble and 
presented from the same loudspeaker. 

The North American vowel set included 14 me
dial vowels in an IhVdl context (Ii, I, E, <e, G, :l, U, 
u, A, ir, 3", ar, or, ErI); there were four tokens of each 
vowel in each of nine randomizations. The Australian 
vowel set included 11 medial vowels in the same 
context (Ii, u, 3", a, D, I, :l, E, <e, A, U/); there were 
four tokens of each vowel in each of eight randomi
zations. In Southampton, no vowel test was used. The 
North American consonant set included 14 medial 
consonants in an laCal context (lb, d, g, p, t, k, f, v, 
s, z, J, cE, m, n/); there were five tokens of each 
consonant in each of the nine randomizations. The 
Australian and United Kingdom consonant sets in
cluded 12 medial consonants (lb, p, m, v, f, d, t, 11, Z, 

s, g, k/) in the same context; there were four tokens 
of each consonant in each randomization. The vowel 
and consonant tests were presented in a closed-set 
format in which any of the other phonemes in the 
test were possible response choices. 

The Consonant-Vowel Nucleus-Consonant (CNC) 
monosyllabic word test consists of ten lists each with 
50 words. J7 An equal proportion of phonemes in 
spoken American English are included in each list. 
The CUNY sentence test was developed at City Uni
versity of New York for audiovisual research with 
sensory aids; 18 72 lists, each containing 12 sentences, 
were created. Sen tence length varies from three to 14 
words, with 102 words per list. Lists are scored for 
total number of correctly recognized words. In the 
original version, the subject knew the topic of each 
of the 12 sentences in a list. For the present study, 
topic words were omitted, and new recordings were 
made with each list's topic order randomized. Since 
subjects in Melbourne had heard the CUNY sen
tences before, a sentence test based on the Speech 
Intelligibility Test for DeafChildren (SIT) was used. 19 

This test consists of 40 lists, each containing 15 sen

18 
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tences scored on the basis of 80 key words per list. A 
comparison of relative difficulty between the CUNY 
and SIT sen tence test recordings for the same sub
jects suggested that the SIT test was more difficult 
than the CUNY test. 

From the original version of the Four-Choice 
Spondee test,20 for which there was one list of 20 
target words, twelve 20-word lists were created from 
a larger corpus of words. In this closed-set test, the 
test word was one of four from which the subject 
would choose. 

Several sets of recordings were made: a North 
American male talker recorded all speech tests used 
in the United States and Canada; an Australian male 
talker recorded the vowel, consonant, and CNC word 
tests used in Melbourne and Sydney as well as the 
Four-Choice Spondee test used in Sydney; an Austra
lian female talker recorded the CUNY sen tence test 
used in Sydney and Southampton as well as the CNC 
word test used in Southampton; another Australian 
male talker recorded the SIT sentence test used in 
Melbourne; and a British female talker recorded the 
consonant test used in Southampton. 

The eight-talker babble recording was created 
by overlaying two identical recordings of four-talker 
babble (originally recorded by Auditec of St. Louis; 
rerecorded at the University of Melbourne) with a 
slight offset in time to create a dense, relatively con
stant, competing message. 

A questionnaire was devised on which subjects 
were asked to choose the speech processor that pro
vided the best hearing and understanding of speech 
and other sounds in a number of common listening 
situations in everyday life. 

Procedures 

Speech Processor Settings 

Prior to the study, each subject's MSP program 
was fine-tuned to set threshold and MAL for each 
active electrode so that (l) speech and environ
mental sounds in everyday life were comfortable and 
relatively natural sounding when the sensitivity con
trol was set at its optimum, midrange setting, (2) loud 
speech was not too loud, and (3) soft speech was 
audible. Sixty-one subjects used the Stimulus Level 
and two subjects used Current Level for amplitude 
coding. Choice of Q value, base level, and MPEAK 
band electrodes was the same as each subject had 
been using prior to the study. For the SPEAK pro
gram, thresholds and MALs from the MSP pro
gram were used; occasionally, a small decrease in the 
thresholds andlor MALs was made [0 prevent sound 
being too loud. For subjects who used 21 or 22 elec
trodes in their MSP programs, one or two of the most 
basal electrodes were removed from their SPEAK 
program. Many subjects used a gain of 8 on all band
pass filters. For those who found that the SPEAK 
strategy provided too much low-frequency sound or 
that conversational speech sounded fuzzy or mumbly 
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compared to the MPEAK strategy, the gain was re
duced to 6 on two to four apical electrodes. For those 
who found the SPEAK strategy provided high-fre
quency sound that was irritating, either the gain was 
reduced to 6 on two to four basal electrodes or one 
or more basal electrodes were eliminated from the 
program. 

For 57 subjects, frequency boundaries assigned 
to electrodes for the SPEAK strategy were the soft
ware-selected set that depended on the number of 
active electrodes (between 16 and 20). Six subjects 
used other criteria for assignment of frequency 
boundaries to electrodes. For subjects who used the 
software-selected set for the SPEAK strategy, assign
ment of frequency boundaries to electrodes for the 
MPEAK and SPEAK strategies was differen t. The hug
est difference was for subjects with 22 active elec
trodes in MPEAK and 20 active electrodes in SPEAK. 
For MPEAK, 1000 Hz was the upper frequency 
boundarJ on electrode 15, whereas for SPEAK, lOOO 
Hz was near the lower boundary of frequencies as
signed to electrode 18. The smallest difference was 
for subjects with 16 active electrodes for both strate
gies. For MPEAK with these sul~iects, 1000 Hz was the 
upper frequency bound on electrode 15, whereas for 
SPEAK, i 000 Hz was near the lower bound of h-e
quencies assigned to electrode 16. If sound quality 
was unacceptable with this software-selected set, one 
or two of the most basal electrodes were removed in 
the SPEAK program. Reduction in number of elec
trodes caused a decrease in the highest frequency 
analyzed by the filters. 

Once MPEAK and SPEAK programs were cre
ated that each subject found acceptable in everyday 
life, they were not changed for the duration of the 
study. The optimum sensitivity control setting ob
tained with the Diagnostic Programming Software 
(Cochlear Pty Ltd.. Lane Cove, New South Wales, 
Australia) and the normal function setting were used 
for evaluating performance on speech tests. 

Experimental Design 

Speech tests were chosen to evaluate speech rec
ognition at the phoneme, word, and sentence level 
of linguistic complexity. As had been shown in pre
vious research,4,12 use of sentences in noise was 
particularly important for evaluating performance 
differences with the two speech coding strategies. 
Sentence recordings were chosen so that most sub
jects could recogn ize at least a few words at +10 dB 
SIN with the MPEAK strategy. The second SIN ratio 
was chosen so that meaningful data could be ob
tained for each subject; that is, the scores would be 
above the chance level and below approximately 90 
percent correct. A +5 dB SIN was chosen for subjects 
who had 50 percent or better scores at +10 dB SIN 
during a practice session prior to the first evaluation 
with MPEAK; a +15 dB SIN was chosen for those with 
scores of less than 50 percent at +10 dB SIN. For 
subjects whose scores on the CUNY sentence test in 

quiet were 35 percent or less, the easier, Four-Choice 
Spondee, test was presented. The CUNY or SIT sen
tence test was presented in quiet as a baseline for 
performance in noise. 

The number of weeks subjects used the MPEAK 
and SPEAK speech coding strategies was chosen as a 
compromise between sufficient time to listen with 
each strategy and a reasonable length of time for the 
study. Since subjects had used the MPEAK strategy 
for at least 8 months, they used this strategy for 3 
weeks during the first time period (AI)' Because the 
SPEAK strategy had never been used before, subjects 
used this strategy for 6 weeks during the first time 
period (B 1). When they returned to the MPEAK and 
SPEAK strategies for the second time period (A2,B2 ), 

subjects used each strategy for 3 weeks. The use of 
each strategy at two time periods made it possible to 
determine whether learning affected performance. 

It was necessary and appropriate to use a single
subject design because of the heterogeneous nature 
of profoundly deaf subjects and expected variability 
in outcomes. Because subjects had a wide range of 
auditory capabilities and were accustomed to differ
ent English dialects, it was important to select speech 
materials and signal-to-noise ratios that would yield 
meaningful results for each subject. Although sub
jects took the same types of tests, differences in test 
materials were as follows: number of vowels and con
sonan ts; sentence materials (CUNY and SIT tests); 
Four-Choice Spondee test in noise for five subjects 
with limited open-set speech recognition; use of + 15 
or +5 dB SIN for the second conclition of sentences 
in noise; speech test recordings of talkers with differ
ent dialects and gender. For several tests, the number 
of subjects in the database was less than 6:~, The 
following results were not included in the database: 
(I) vowel and consonant tests for four subjects in the 
United Kingdom, (2) CNC phoneme scores for Aus
tralian subjects, and (3) CUJ\;Y sentences in quiet for 
two Sydney subjects who listened to the Four-Choice 
Spondee test in noise. With the single-subject design, 
these differences in the test protocol did not ad
versely affect interpretation of the results. 

The test protocol was designed to evaluate each 
subject's test-retest variability on each speech test for 
each speech coding strategy and time period. For all 
except the sentence tests, one list was presented at 
each of two evaluation sessions for each strategy and 
time period. Since there is believed to be more list
to-list variability in test difficulty for the sentence 
tests, two lists per condition were presented at each 
session. This evaluation of test-retest variability pro
vided data necessary for evaluation of the difference 
in performance associated with the two speech cod
ing strategies and possible learning during the study. 

Evaluation Schedule 

Two-hour sessions on weeks I and 2were devoted 
to fine-tuning the MPEAK program, practice taking 
the same tests but with differen t lists than were used 
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later for the evaluation, and deciding whether to 
present CUNY sentences at +15 or +5 dB SIN or to 
use the Four-Choice Spondees in noise. Sessions on 
weeks 3 and 4 were devoted to a test-retest evaluation 
with the MPEAK strategy using one list each of the 
vowels, consonants, and CNC words, two lists of sen
tences in quiet, and either two lists of sentences (58 
subjects) or Four-Choice Spondees (5 subjects) at 
each of the two signal-to-noise ratios (+10 and +5 or 
+15 dB) at each session. There were three exceptions 
to this protocol: two Sydney patients who listened to 
Four-Choice Spondees in noise did not listen to sen
tences in quiet; Southampton subjects did not listen 
to a vowel test; and Southampton subjects listened to 
the consonant test only once instead of twice. 

At the end of session 4, subjects started to use the 
Spectra 22 processor and speech coding strategy, and 
during sessions in weeks 5, 8, and 9, the SPEAK 
program was optimized. Further optimization of the 
SPEAK program was done during sessions in weeks 6 
and 7 for some subjects who had difficulty adjusting 
to the SPEAK strategy. At sessions in weeks 5, 8, and 
9, subjects participated in live-voice speech tracking 
training as well as responded to the practice lists for 
each speech test. Sessions in weeks 10 and 11 were 
devoted to evaluation with the SPEAK strategy, us
ing the same protocol and speech tests as with the 
MPEAK strategy but different randomizations or lists. 

Subjects started to use the MPEAK strategy again 
at the end of the evaluation in week II. They came 
in again for evaluation with the MPEAK strategy in 
weeks 13 and 14. They started to use the SPEAK 
strategy at the end of the evaluation in week 14. The 
final evaluation with the SPEAK strategy was in weeks 
16 and 17, and they responded to the questionnaire 
in week 17. 

Tests were always given in the same order: vowels, 
consonants, words, sentences in quiet, sentences at 
+10 dB SIN, and sentences at +15 or +5 dB SIN 
(or spondees at +10 and then +5 dB S/N). No list 
or randomization was given twice during the study 
(except for the SIT sentences), and the order of 
lists/randomizations was pseudorandomized within 
and across subjects. For the Melbourne subjects, the 
eight SIT sentence lists that were repeated were bal
anced across subjects and the two strategies during 
weeks 13, 14, 16, and 17. 

In summary, the experiment was a replicated 
single-subject reversal design (ABAB). Test-retest 
data for each test was obtained from each subject at 
each evaluation period, except for the consonant test 
presented to the Southampton subjects. 

Analysis of Data 

Consistent with the experimental design, speech 
perception data were analyzed for each of the field 
trial participants. For each subject, separate two-by
two Analyses of Variance (ANOVA) were conducted 
for each of the six primary dependent measures: 
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medial vowels, medial consonants, monosyllabic 
words (scored both for words and phonemes), sen
tences in quiet and sentences at each of two signal
to-noise ratios (or Four-Choice Spondees at each of 2 
signal-to-noise ratios). The factors analyzed were the 
two speech coding strategies (MPEAK and SPEAK) 
and the two time periods [initial exposure (Al,B I ) 

versus replication (A2,B2)]. A full factorial model was 
used to determine main effects and interactions. The 
decision to evaluate both speech coding strategy and 
learning factors with ANOVA is a more conservative 
approach than analyzing only the speech coding 
strategy factor with the ANOVA or binomial model. 21 

Subjects' mean scores for each speech coding 
strategy (Results section) are an average across lists 
presented during the four evaluation sessions, two 
for each time period (i.e., AI plus A2, and B1 plus B2). 

RESULTS
 

Effects of Speech Coding Strategy on
 
Speech Test Performance
 

Medial Vowel Test 

The mean score on the medial vowel test using 
the MPEAK and SPEAK speech coding strategies is 
shown for each of the 59 subjects in Figure 1. Mean 
scores ranged from 29 to 98 percent with the MPEAK 
strategy and from 36 to 100 percent with the SPEAK 
strategy; scores exceeded 90 percent for five subjects 
with MPEAK and 12 subjects with SPEAK. A greater 
proportion of Australian subjects (9/24) than North 
American subjects (3/35) scored above 90 percent 
with the SPEAK strategy. The North American test 
might have been more difficult than the Australian 
test because of differences in the number of vowels 
and/or intelligibility of the talkers. This potential 
ceiling effect made it difficult to determine whether 
there was a significant difference in performance 
between the two strategies for a number of subjects. 
Fifteen subjects (25.4%) had significantly higher 
mean scores using the SPEAK strategy, and one sub
ject (1. 7%) had a significan tly higher mean score 
using the MPEAK strategy. Across subjects, the mean 
score using the SPEAK strategy was 5 percent higher 
than that using the MPEAK strategy. 

Medial Consonant Test 

The mean score on the medial consonant test 
using the MPEAK and SPEAK strategies is shown for 
each of the 59 subjects in Figure 2. Mean scores 
ranged from 19 to 86 percent with the MPEAK strat
egy and from 28 to 97 percent with the SPEAK strat
egy. Thirty-three subjects (55.9%) had significantly 
higher mean scores using the SPEAK strategy than 
the MPEAK strategy, and none had a significantly 
higher score with the MPEAK strategy. Across sub
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• p < .05 • P < .01 • P < .001 CMPEAK EPEAK 
Figure 1. Mean score (percent correct) on the medial vowel test using the MPEAK and SPEAK speech coding strategies 

Subjects 

for each of 59 subjects. 'Significantly different scores. 

jects, the mean score using the SPEAK strategy was 
12 percent higher than that using the MPEAK strat
egy. This improvement with the SPEAK strategy is 
approximately double that found with the vowel test. 

CNC Word Test 

The mean score on the CNC monosyllabic word 
test (scored according to words) using the two speech 
coding strategies is shown for each of the 63 subjects 
in Figure 3. Mean scores ranged from 0.5 to 72 
percent with the MPEAK strategy and from 0.5 to 76 
percent with the SPEAK strategy. Twenty subjects 
(31.8%) had significantly higher mean scores using 
the SPEAK strategy, and one subject (1.6%) had a 

significantly higher mean score using the MPEAK 
strategy. Across subjects, the mean score using the 
SPEAK strategy was 9 percent higher than that using 
the MPEAK strategy. 

The CNC words were scored according to pho
nemes correct for all except the Australian subjects. 
The mean score using the two speech coding strate
gies is shown for each of 39 subjects in Figure 4. Mean 
scores ranged from 23 to 80 percent with the MPEAK 
strategy and from 27 to 83 percent with the SPEAK 
strategy. Sixteen subjects (41.0%) had significantly 
higher mean scores using the SPEAK strategy, and 
none had significan tly higher scores with the MPEAK 
strategy. Across subjects, the mean score using the 
SPEAK strategy was 10 percen t higher than that using 
the MPEAK strategy. 

...
.
. .. 

-Mean 

.MPEAK IISPEAK 
Figure 2. Mean score (percent correct) on the medial consonant test using the MPEAK and SPEAK speech coding 

strategies for each of 59 subjects. 'Significantly different scores. 
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Figure 3. Mean score (percent correct) on the CNC monosyllabic word test scored according to words using the 

MPEAK and SPEAK speech coding strategies for each of 63 subjects. 'Significantly different scores. 

CUNY and SIT Sentence Tests subjects (3.3%) had significantly higher scores with 
the MPEAK strategy. 

The mean score for sentences in quiet using each Fifty-eight of the 63 subjects responded to sen
of the two strategies is shown for each of the 61 tence tests at +10 dB SIN; their mean scores with the 
subjects in Figure 5. Although there were a few sub two strategies are shown in Figure 6. The marked 
jects with scores under 20 percen t correct, 13 subjects improvement in performance with the SPEAK strat
in MPEAK and 28 subjects in SPEAK had scores that egy compared with the MPEAK strategy is readily 
were over 90 percent correct. This probable ceiling apparen t. Forty-one subjects (70.7%) performed sig
effect made it difficult to determine whether there nificantly better with the SPEAK strategy, and none 
was a significant difference in performance between performed significantly better with the MPEAK strat
the two strategies for these subjects. The mean im egy. The mean improvement in score across subjects 
provement in score of 10 percen t across subjects with with the SPEAK strategy was 24 percent. This im
the SPEAK strategy was limited by this probable ceil provement is double that for the consonant test and 
ing effect. Twenty-four subjects (39.3%) had signifi more than double that for the vowel, CNC word, and 
cantly higher scores with the SPEAK strategy, and two sentences in quiet tests. 

N=39 
100 i , 

(,)-c 
8.. 
If 

60 

40 -

20 -

IJJ 
ti 80 

~.. 
o -

0

Subjects Mean 

* P < .05 * P < .01 • P < .001 .MPEAK IIISPEAK 

Figure 4. Mean score (percent correct) on the CNC monosyllabic word test scored according to phonemes using the 
MPEAK and SPEAK speech coding strategies for each of 39 subjects. ·Significantly different scores. 
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Figure 5. Mean score (percent correct) on CUNY or SIT sentences in quiet using the MPEAK and SPEAK speech 
coding strategies for each of 61 subjects. 'Significantly different scores. 

Forty of the 58 subjects took sentence tests at +15 
dB SIN; their mean scores with the two strategies are 
shown in Figure 7. Thirty-two (80.0%) had signifi
cantly higher scores with the SPEAK strategy, and 
none had significantly higher scores with the MPEAK 
strategy. Mean improvement in score across subjects 
with the SPEAK strategy was 23 percent. This im
provement is similar to that for sentences at the +10 
dB SIN. 

Eighteen of the 58 subjects took sentence tests at 
+5 dB SIN; their mean scores with the two strategies 
are shown in Figure 8. Fourteen (77.8%) had signifi
cantly higher scores with the SPEAK strategy, and 
none had significantly higher scores with the MPEAK 
strategy. Mean improvement in score across subjects 
with the SPEAK strategy was 29 percent, which was 

N= 58 
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slightly higher than for sentences at +10 and +15 dB 
SIN. 

four-Choice Spondees in Noise 

Five of the 63 subjects responded to the Four
Choice Spondee test in noise. The mean score for the 
two strategies at +10 and +5 dB SIN is shown for each 
subject in Figure 9. At +10 dB SIN, four subjects 
(80%) performed significantly better with the SPEAK 
strategy than with the MPEAK strategy; a ceiling ef
fect may have limited the fifth subject's performance 
with the SPEAK strategy. Across subjects, the mean 
score with the SPEAK strategy was 15 percent higher 
than with the MPEAK strategy. 
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MeanSubjects 
• p < .05 • P < .01 • P < .001 mSPEAK 

Figure 6. Mean score (percent correct) on CUNY or SIT sentences presented at +10 dB SIN in eight-talker babble 
using the MPEAK and SPEAK speech coding strategies for each of 58 subjects. 'Significantly different scores. 
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Figure 7. Mean score (percent correct) on CUNY or SIT sentences presented at +15 dB S!N in eight-talker babble 
using the MPEAK and SPEAK speech coding strategies for each of 40 subjects. 'Significantly different scores. 

At the +5 dB SIN, two subjects (40%) performed time periods with ANOVA to determine whether 
significantly better with the SPEAK strategy. Since there was a significant (p < .05) increase or decrease 
the mean improvement in score (18%) with the in score as a function of time. The percentage of 
SPEAK strategy for +5 dB SIN was slightly greater subjects who showed a significant change in score is 
than that (15%) for +10 dB SIN, it appears that shown for each test in Table 1. All subjects obtained 
increased variability in scores among lists for the significantly higher mean scores during the second 
+5 dB SIN condition made it impossible to show a half of the study; that is, learning occurred. The 
significant improvement for the other three subjects subjects' patterns of change in score as a function of 
at the +5 dB SIN. time period and speech coding strategy have been 

categorized and shown in Table 1. In the first pattern 
(1), use of the SPEAK strategy enabled subjects to 

Effects of Time Period and Its Interaction obtain a higher mean score with the MPEAK strategy 
with Speech Coding Strategy on Speech during the second time period (A2) than during the 

Test Performance first time period (AI)' That is, these subjects under
stood speech better with the MPEAK strategy after 

Each subject's scores across both speech coding they had listened for 6 weeks to the increased infor
strategies were compared for the first and second mation the SPEAK strategy provided. As shown in 

N=18 * 
100 , A * , 
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Figure 8. Mean score (percent correct) on CUNY or SIT sentences presented at +5 dB S!N in eight-talker babble 
using the MPEAK and SPEAK speech coding strategies for each of 18 subjects. 'Significantly different scores. 
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Table 1, almost all suhjects' scores followed this pat
tern of learning. In the second pattern (2), subjects' 
scores with the MPEAK strategy during the second 
time period (A2 ) decreased after using the SPEAK 
strategy. For these few subjects, it appeared that they 
needed longer than 2 or 3 weeks to adjust to the 
MPEAK strategy. In the third pattern (3), subjects' 
scores with the MPEAK strategy during the second 
time period stayed the same as they had been during 
the first time period, but their scores with the SPEAK 
strategy increased. In the fourth pattern (4), one 
subject's mean scores for the vowel test were higher 
with the MPEAK strategy across both time periods 
than with the SPEAK strategy although use of the 

Table 1. Effects of Time Period on
 
Speech Test Performance
 

Pattern of Scores 

Percentage 
ofSubjects" 2 3 4 

Vowel 6.8 5.1 0.0 0.0 1.7 
Consonant 15.3 13.6 0.0 1.7 0.0 
CNC Words (W) 7.9 4.8 1.6 1.6 0.0 
CNC Words (P) 7.7 7.7 0.0 0.0 0.0 
Sentences (Q) 9.8 8.2 1.6 0.0 0.0 
Sentences (+ 10) 6.9 6.9 0.0 0.0 0.0 
Sentences (+ 15) 15.0 12.5 2.5 0.0 0.0 
Sentences (+5) 27.8 11.1 16.7 0.0 0.0 
Spondees (+ 10) 40.0 40.0 0.0 0.0 0.0 
Spondees (+5) 20.0 20.0 0.0 0.0 0.0 

'Percentage of subjects who had a significantly higher (p < .05) 
mean score for each speech test across the MPEAK and SPEAK 
speech processing strategies during the second half of the study 
than the first half of the study, and whose mean scores for each 
time period (A" B,. A" and B,) followed one of four patterns de
scribed in the text. 

Mean Mean 

SUbjects
• P < .05 • P < .01 • P< .001 .MPEAK ~PEAK 

Figure 9. Mean scure (percent correct) on the four-Choice Spondee test presented at +10 and +5 dB SiN (left and 
right panels, respectively) in eight-talker babble using the MPEAK and SPEAK speech coding strategies for each of five 
subjects. 'Sign ificantly different scores. 

N=5
 

SPEAK strategy seemed to enhance her scores with 
the MPEAK strategy during the second half of the 
study. 

For a small percentage of the subjects, there was 
a significant interaction (p < .05) between the time 
period and speech coding strategy as shown for each 
test in Table 2. The same pattern of scores as de
scribed for Table 1 was used for categorizing the 
interaction results. For most subjects, use of the 
SPEAK strategy resulted in a higher score with the 
MPEAK strategy during the second time period (pat
tern 1). Since only a small percentage of subjects 
showed a significant interaction between the two 
main effects, this result supports the robustness of 
the significant improvement provided hy the SPEAK 
strategy compared with the MPEAK strategy. 

Table 2. Effects of Interaction of Speech
 
Coding Strategies between Time Periods
 

Pattern ofScores 

Percentage 
of Subjects" 2 3 4 

Vowel 3.4 1.7 0.0 0.0 1.7 
Consonant 6.8 5.1 0.0 1.7 0.0 
CNC Words (W) 4.8 1.6 1.6 1.6 0.0 
CNC Words (P) 5.1 5.1 0.0 0.0 0.0 
Sentences (Q) 8.2 4.9 1.6 1.6 0.0 
Sentences (+ 10) 6.9 5.2 1.7 0.0 0.0 
Sentences (+ 15) 5.0 5.0 0.0 0.0 0.0 
Sentences (+5) 5.6 5.6 0.0 0.0 0.0 
Spondees (+ 10) 0.0 0.0 0.0 0.0 0.0 
Spondees (+5) 20.0 20.0 0.0 0.0 0.0 

• Percentage of subjects who had significant (p < .05) interaction 
between the two main effects, time period and speech coding 
strategy, and whose mean scores for each time period (A" B" A20 

and B,) followed one of four patterns described in the text. 
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Table 3. Responses to Questionnaire* 

Better with 

listening Condition SPEAK MPEAK Same Don't Know 

Understanding speech in quiet 
Two friends talking nearby 81.4 0.0 16.9 1.7 
Child talking (6-10 yr) 66.1 3.6 14.3 16.1 
Female voices 82.8 3.4 13.8 0.0 
Male voices 75.9 5.2 19.0 0.0 
Friend talking outdoors 82.5 0.0 14.0 3.5 
Relative talking at normal level 81.0 0.0 13.8 5.2 
Telephone 75.0 3.6 12.5 8.9 
TV News 877 1.8 8.8 1.8 
TV Movies 82.5 0.0 14.0 3.5 
Radio 66.7 0.0 22.2 11 .1 

Understanding speech in noise 
Speech 82.8 1.7 8.6 6.9 
Friends at social gathering 84.5 0.0 10.3 5.2 
Conversation in the car 82.8 1.7 12.1 3.4 
Conversation at dinner table 79.7 1.7 13.6 5.1 

Listening at home 87.7 1.8 8.8 1.8 
Listening at work 87.2 2.1 8.5 2.1 
Environmental sounds 81.4 0.0 15.3 3.4 
Music 83.9 0.0 10.7 5.4 

'Percentage of subjects responding that they heard better with the MPEAK or SPEAK speech coding strategy, heard the same with both 
strategies, or didn't know with which they heard best for each listening condition. 

Responses to Questionnaire 

A summary of subjects' responses to the ques
tionnaire concerning listening situations in everyday 
life is shown in Table 3. These responses reflect the 
dramatic improvement that use of the Spectra 22 
processor and SPEAK speech coding strategy made 
in all situations. Over 80 percent of the subjects said 
that the SPEAK strategy enabled them to hear and 
understand better than with the MPEAK strategy in 
13 of the 18 listening situations, whereas few (0.0
5.2% of the subjects; mode: 1.7%) said that the MPEAK 
strategy was better. Almost all subjects reported that 
they heard as well or better with the SPEAK strategy 
in everyday life than with the MPEAK strategy. 

DISCUSSION 

There was a significant improvement in speech 
recognition for 60 of the 63 subjects on at least one 
test when using the SPEAK speech coding strategy. 
More important, there was marked improvement in 
subjects' scores for sentences in noise, with some 
subjects obtaining as much as a 200-300 percent 
increase in score with the SPEAK strategy compared 
with the MPEAK strategy. In addition, no subject 
obtained a significantly lower score with the SPEAK 
strategy for the sentence and Four-Choice Spondee 
tests presented in noise. Although the mean improve
ment across subjects on medial vowels, medial conso
nants, CNC monosyllabic words, and sentences in 
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quietwas more modest, some subjects showed marked 
improvement in performance and only one or two 
subjects had a significant decrement in performance 
with the SPEAK strategy on isolated tests. It is possi
ble that their performance with the SPEAK strategy 
would have been better if they had a longer time to 
use the SPEAK strategy. 

Subjects' significant improvement in perform
ance with the SPEAK strategy on speech tests pre
sented at a slightly raised vocal effort (70 dB SPL) in 
the laboratory is strongly supported by their reported 
benefit with the SPEAK strategy in many common 
listening situations in everyday life (see Table 1).22 

The generality of these findings is enhanced 
by the inclusion of a large number of postlinguisti
cally deafened subjects with a wide range of open-set 
speech recognition abilities from eight centers in 
four English-speaking countries in a study with a 
single research design. This research design included 
measures of test-retest variability and replication of 
evaluation of the MPEAK and SPEAK speech coding 
strategies that made it possible to determine the 
effect of learning and its interaction with speech 
coding strategy on the performance of each subject. 
As shown in Table 2, between 6.8 and 40 percent of 
the su~ects who responded to the ten speech tests 
had significant learning effects. However, the per
formance of only a small percentage of subjects 
showed a significant interaction between this learn
ing effect and the speech coding strategy effect. Use 
of Analysis of Variance with a full factorial model (2 
strateg-ies and 2 time periods) to evaluate the results 
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for each subject for each speech test made it possible 
to provide a conservative estimate of the significant 
improvement subjects obtained with the SPEAK strat
egy and to demonstrate the robustness of this im
provement, even though there was a learning effect 
during the study for some subjects. 

Although the average improvement on vowels, 
consonants, and CNC words with the SPEAK com
pared to the MPEAK strategy was less in this study 
than in a study with four subjects using the SMSP 
(instead of SPEAK), 12 the average performance for 
sentences in noise for the two studies is comparable. 
In the present study, 63 instead of four subjects 
participated, and they had a much wider range of 
auditory capabilities than the four su~jects in the 
SMSP study. The generality of the present study's 
results lends strong support for the initial findings 
with the SMSP. 

In summary, the performance and benefit re
ported by the 63 postlinguistically deafened subjects 
who participated in this study indicate that the Spec
tra 22 processor and SPEAK speech coding strategy 
enable almost all subjects to recognize speech as well 
as or significantly better than with the MPEAK strat
egy that they had used for at least 8 months prior to 
this study. 
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