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vary depending on the disorder being treated and the treated 
individual's tolerance to the drug. As the maximum effect of 
the drug is often not seen for up to 2 weeks following ad
ministration, overdosing with resultantexcessive facial muscle 
weakness may result. This occurred in our patient and made 
her reluctant to undergo any potential future treatment with 
botulinum toxin if there was recurrence of her facial nerve 
stimulation. In our patient, the maximum effect of the botuli
num toxin was not seen until 5 weeks following drug admin
istration. 

Chronic usage of botulinum toxin may result in the devel
opment of drug resistance due to the production of antibodies 
to this foreign protein. I I Larger doses ofbotulinum toxin may 
then be needed to achieve the same clinical effect. Ultimately 
the effectiveness of the botulinum toxin in preventing facial 
nerve stimulation may be limited. This situation may occur 
more rapidly if the tissue impedance progressively declines, 
as was seen in our patient with otosclerosis, presumably 
because of continued bone remodeling. 

CONCLUSIONS 

Botulinum toxin may be a useful alternative in the treat
ment of refractory facial nerve stimulation due to an activated 
cochlear implant. It has the potential to allow a cochlear 
implant recipient who has a limited number of activated 
electrodes due to facial nerve stimulation to receive greater 
auditory benefit from the implant than he or she would 
otherwise receive. As demonstrated in our case, its use can 
permit a larger number of electrodes to be utilized. In addi
tion, a larger dynamic range can be achieved for the electrodes 
in use. Also, the need for cochlear implantation in the non-

implanted ear in order to achieve greater auditory benefit may 
be avoided. The usefulness of this treatment over the long 
term remains unknown. 
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ANATOMIC AND SURGICAL CONSIDERATIONS IN THE DESIGN OF 
A NEW RECEIVER-STIMULATOR SUITABLE FOR IMPLANTATION IN 
YOUNG CHILDREN 
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From the Human Commu.nication Research Centre and the Department ofOtolaryngology. University ofMelboume. and theCooperative Research Ce.olre for Cochlear Implant. Speech 
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The anatomy ofthe temporal bone was studied to determine 
the optimal shape and dimensions of a new receiver-stimula
tor for use in young children even less than 12 months of age. 
There was a need to make the receiver-stimulator electronic 
package smaller so that it could be placed within the mastoid 
cavity, and the antenna wider, for more efficient power and 
data transmission. The antenna needed to confonn to the 
smaller radius of a young child's skull. Anatomic dissections 
were carried out on skulls of children from 3 to II months of 
age to establish the variations in dimensions relevant for 
implantation. Prototype implant designs were evaluated in 
these skulls and it was found that the maximum thickness the 
anterior section of the receiver-stimulator should be was 5.5 
mm, and its maximum width, 18 mm. It was found that a 
prototype electronics package with these dimensions could be 
fitted comfortably into the average skull of an 8-month-old 
child. A particular constraint was the depth of the bone over 

the sigmoid sinus and middle fossa. The radius ofcurvature of 
the skull of young children also required the package to be 
bent in its center at an angle of 160°. 

MATERIALS AND METHODS 

To accommodate the electronics required for the receiver
stimulator, the conical container, shown in Fig lA, was 
proposed. This had a diameter of5 mm at its apex and 12 rom 
at its base, and a height of 4.4 mm. Together with the 
overlying coil and feed-throughs to the package, the front 
section was 7.9 mm thick. 

To detennine whether this particular design could be ac
commodated in young children's mastoid cavities, the tempo
ral bones of 13 children who died before the age of II months 
(gathered from a collection previously used in a study of 
temporal bone growth l ) were examined. In each bone the 
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Fig 1. Micro-receiver-stimulator for young children. A) Initial prototype receiver-stimulator package resting on bone overlying sigmoid sinus in skull 
of 8-month-old child. B) Second prototype receiver-stimulator package resting on bone overlying sigmoid sinus in skull shown in A. C) Micro-receiver
stimulator in place on skull of l2-month-old child. D) New Cochlear Ply Limited micro-receiver-stimulator for research studies in children under 2 years, 
nex.t to present mini device for regular clinical use. 

external canal wall was absent, as it had been drilled away in 
a previous study. However, the site of the canal wall could be 
determined easily in each case. The depth to the bone over the 
sigmoid sinus was measured at a point 5 mm behind the ear 
canal as a rough measure of how thick the front section of the 
package could be without depressing the sinus. The mastoid 
cavity in each case was then extended posteriorly. The height 
of this posterior extension was measured to determine the 
maximum width ofa receiver-stimulator package lying within 
or overlying the mastoid cavity. The superior margin was the 
floor of the middle fossa, and the inferior margin, the line of 
insertion ofthe neck muscles. The depth ofbone overlying the 
middle fossa dura at its inferior limit was measured to deter
mine how well the package could be accommodated if the 
receiver-stimulator was rotated significantly above the orbito
meatal line (the Frankfurt plane). The curvature of the skull 
of a young child (approximately 12 months of age) in the 
region behind the external auditory meatus was assessed from 
three-dimensional computer reconstructions of radiographs 
of the skull. Although not necessarily representative of all 
variations in skull shape, it gave a useful measure of the best 
orientation for the package to lie against the skull with the 
smallest bend between the receiver-stimulator and the coil. 
The angle needed was also evaluated in a number of children 

of2 years of age having implant surgery with the mini-device. 

RESULTS 

The measurements of the depth of bone over the sigmoid 
sinus, 5 mm behind the lateral edge of the osseous ear canal, 
showed the depth to be on average 5 mm. The average 
maximum height of the posterior extension of the mastoid 
cavity, from the floor of the middle fossa to the line of 
insertion of the neck muscles, was 20 mm. The minimum 
depth to the dura of the middle fossa at its most inferior limit 
was 2 mm. The circumference of the child's skull used for 
curvature measurements was 45 em. The curvature behind the 
external auditory meatus had a radius of 4.5 em in the Frank
furt plane. The radius was much greater (the skull flatter) 
when the plane was rotated 45 0 and then vertically. This is 
illustrated in Fig 2. 

DISCUSSION 

Although the measurements of the depth of bone to the 
sigmoid sinus 5 mm behind the external auditory canal 
showed the conical-shaped design (Fig lA) could be accom
modated, there was little tolerance for a more posterior 
placement. Furthermore, the acute angle made between the 
side wall and the apex of the cone could depress the sigmoid 
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sinus. For this reason, a flatter, wider package was examined 
and found to lie better within the mastoid cavity, The package 
had an overall thickness of 5.7 mm at the front section, with 
a protrusion of2.0 mm. The width was 18 mm. This prototype 
package can be seen in Fig 1B resting on the bone overlying 
the sigmoid sinus for comparison with the conical design. 
Another advantage with this package is that it need not be 
placed within the mastoid cavity, but a shallow well can be 
created more posteriorly without having to significantly de
press the dura. 

The superior-inferior height of the space created posteri
orly in the mastoid cavity was 20 mm. Therefore, it was 
considered that 18 mm shOUld be the width of a new receiver
stimulator for young children to allow some tolerance for 
anatomic variations and to allow it to be rotated more verti
cally. 

After considering the measurement of the curvature of the 
skull in the 12-month-old child (Fig 2), assessment at surgery 
in 2-year-old children, and comparison ofhead circumference 
measurements of Heimedinger,2 it was decided that a 1600 

Fig 2. Three-dimensional reconstruction 
of radiographs of 12-month-old child's 
skull. A) Horizontal section parallel to 
orbitomeatal plane. B) Coronal-horizon
tal section at 45° to Frankfurt plane, C) 
Coronal section at right angles to Frank
furt plane. Curvature of bone where im
plant will lie in three sections is marked 
with arrow. 

bend between the electronic package and antenna sections 
would be optimal for abutting against the curvature of the 
skull. How the 1600 angle will allow the implant to approxi
mate the curve of a young child's skull when the implant is 
angled 45 0 superiorly from the Frankfurt plane is illustrated in 
Fig Ie. 

The new Cochlear Pty Limited receiver-stimulator for 
research studies in young children as well as adults is shown 
in Fig 1D beside the mini-receiver-stimulator presently in 
routine clinical use. As can be seen, the receiver-stimulator 
section is considerably smaller, but the coil is larger, for better 
power transmission. 
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ANOMALY OF THE FACIAL NERVE AND COCHLEAR IMPLANTATION 
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The incidence of preoperative damage to the facial nerve in cochlear implantation is very low. The course of the facial nerve is not routinely evaluated 
preoperatively, but variations in its course can restrict access to the round window and impede implantation. In 5 of 42 operations, direct visualization of the 
round window was not possible. In I patient there was an obvious congenital bifurcation. Successful implantation was made possible by mobilizing the nerve. 

INTRODUCTION 

Surgical complications with the Nucleus multichannel 
cochlear implant are low «0.2%; K. Stokes; Cochlear AG, 
personal communication). Preoperatively, the surgeon is al
ways mindful to avoid damaging the facial nerve. The inci
dence is less than 0.06%. Postoperative wound infection can 
result in the removal of an implant. 

METHODS 

To date, we have performed 42 implants in 24 adults and 18 
children. Of these, 3 adults have received the Med-EI device 
and 1 adult has an Ineraid system. All other patients have 
received the Nucleus 22-channel implant. All procedures 
have been without complication and with full insertion of the 
electrode as appropriate. 
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