The Contour Electrode Array: Safety Study and Initial Patient Trials of a New Perimodiolar Design

*M†Michael Tykocinski, *†Elaine Saunders, *†Lawrence T. Cohen, *‡Claudiu Treaba, †Robert J. S. Briggs, †Peter Gibson, *†Graeme M. Clark, and *†Robert S. C. Cowan

*Cooperative Research Centre for Cochlear Implant and Hearing Aid Innovation, Melbourne, †Department of Otolaryngology, University of Melbourne, Parkville, and ‡Cochlear Limited, Lane Cove, Australia

Objective: The aim of these studies was to investigate the insertion properties and safety of a new intracochlear perimodiolar electrode array design (Contour).

Background: An electrode array positioned close to the neural elements could be expected to reduce stimulation thresholds and might potentially reduce channel interaction.

Methods: Two sequential studies were conducted. In study 1, the Contour electrode array was inserted in 12 human temporal bones. After cochlear surface preparation, the position of the array was noted and the basilar membrane was examined for insertion damage. On the basis of the outcome of this temporal bone study, study 2 investigated the Contour array, mounted on a Nucleus CI-24 M device and implanted in three adult patients.

Results: Study 1 showed that in 10 temporal bones, the Contour array was positioned close to the modiolus, and the basilar membrane was intact. In the two remaining bones, the arrays had pierced the basilar membrane and were positioned in the scala vestibuli apical to the penetration. Statistical analysis showed an equivalent probability of insertion-induced damage of the two array designs. In study 2, image analysis indicated that the Contour electrodes were positioned closer to the modiolus than the standard Nucleus straight array. Lower T and C levels, but higher impedance values, were recorded from electrodes close to the modiolus. Initial speech perception data showed that all patients gained useful open-set speech perception, two patients achieving scores of 100% on sentence material 3 months postoperatively.

Conclusions: The temporal bone studies showed the Contour electrode array to be generally positioned closer to the modiolus than the standard Nucleus straight array, and to have an equivalent probability of causing insertion-induced damage.

Key Words: Cochlear implant—Contour implant.

During the past decade, electrical stimulation of the auditory nerve using multichannel cochlear implants has become the treatment of choice for patients with bilateral profound sensorineural hearing loss. Several cochlear implant systems are in clinical use worldwide, all of which aim to stimulate the spiral ganglion cells and their dendrites using multichannel electrode arrays inserted into the scala tympani. One differential feature of these implant systems is the design of the electrode array. The Nucleus CI-22 and CI-24 implant systems (Cochlear Ltd., Sydney, Australia) both incorporate a tapered, straight electrode array featuring 22 platinum (Pt) full-band stimulating electrodes on a silicone rubber carrier.

When implanted, the electrode array lies along the outer wall of the scala tympani (1-3). However, animal experiments and computer modeling studies have indicated that the preferable position of an electrode array is close to the modiolus. A perimodiolar position of the electrode array could be expected to result in reduced stimulus thresholds and stimulating currents, an increased dynamic range, and more localized stimulation of the neural elements (4-6).

The development of perimodiolar electrode arrays, which are easy and safe to implant, has been technically challenging. It is essential to prevent damage to sensitive cochlear structures, such as the basilar membrane or the osseous spiral lamina, to avoid the loss of existing spiral ganglion cells (7-10). The electrode should also be designed to allow atraumatic explantation if reinsertion should be required because of implant failure. Published insertion study data on prototype perimodiolar arrays often demonstrate significant flaws in the experimental array, primarily caused by insertion-induced damage of the intracochlear structures (3,11,12).
The Contour electrode (Cochlear Limited, Lane Cove, Australia) is an intracochlear perimodiolar electrode array design developed by Cochlear Limited and the Cooperative Research Centre for Cochlear Implant and Hearing Aid Innovation and with surgical feedback from cochlear implant centers at the Universitats-HNO-Klinik in Freiburg, Germany, and the New York University Medical Center, U.S.A. The silicone elastomer carrier is precurved and tapers from a tip diameter of 0.5 mm to 0.8 mm at the proximal end of the electrode array. The degree of curvature was calculated from systematic analysis of Silastic molds of adult temporal bones (13). A Pt stylet inserted into a lumen in the array's silicone carrier holds the electrode straight before insertion (Fig. 1 A). The stylet is malleable at the tip to allow the array to curve during insertion. Withdrawal of the stylet during and/or after insertion allows the array to take up its final curved perimodiolar shape (Fig. 1 B). The Contour electrode array has 22 Pt half-band electrodes embedded along the initial 15.5 mm of the silicone carrier. The Pt electrodes are positioned on the modiolar side of the electrode array (Fig. 1), resulting in an electrode carrier with a smooth lateral surface. Each electrode has a width of 0.3 mm and a geometric area of 0.28 mm$^2$ to 0.31 mm$^2$. This compares with an average geometric area of 0.48 mm$^2$ for a full-band electrode on the Nucleus standard straight array. The array has a silicone marker rib, proximal to the Pt electrodes, at 22 mm as a guide to depth of insertion for the surgeon.

**AIMS AND ORGANIZATION**

This article reports the results of sequential studies (Fig. 2) investigating the insertion properties and safety of a new intracochlear electrode array (Contour) in human cadaver temporal bones and subsequently in a limited patient trial. The outcomes of the temporal bone insertions were statistically analyzed to assess the probability of damage to the basilar membrane in comparison with that reported by Shepherd et al. (1) for the prototype Nucleus straight electrode array. Although the analysis techniques used in our study were different from those used by Shepherd et al., it is the most appropriate available benchmark study for comparison. On the basis of the results of the temporal bone studies, a limited trial in adult cochlear implant patients (study 2) was initiated, using the surgical procedures developed from study 1. These studies were conducted as part of a multicenter investigation with New York University Medical Center and the Universitats-HNO-Klinik in Freiburg. This article presents the results from the Melbourne study only.

To facilitate the clear presentation of the methodology and results, and to reinforce the sequential process of the two studies, the methods and results are presented together sequentially for each study, followed by a general discussion of the outcomes. Preliminary results of the current study have been presented earlier (14).

**STUDY 1: TEMPORAL BONE INSERTIONS**

**Methods**

Twelve formalinized human temporal bones from cadavers of unknown gender were implanted with pristine Contour electrode arrays. Two surgeons, experienced with both standard and experimental electrode arrays, performed six insertions each. The entire procedure was videotaped for each temporal bone, and still photographs were taken for documentation. Feedback was not provided to the surgeon during the insertion procedure.

Preliminary insertion experiments using the same electrode design on surface preparations of human cochlea had been carried out previously. The results showed that both a cochleostomy of 1.5 mm to 2 mm diameter, inferior and slightly anterior to the round window, as well as a partial withdrawal of the stylet whenever resistance was experienced, facilitated an optimal electrode insertion. These findings determined the protocol for both the cochleostomy and the insertion technique in study 1. The temporal bones were prepared as...
for cochlear implant surgery: a cortical mastoidectomy and a posterior tympanotomy were performed to access the mesotympanum and the promontory. A cochleostomy of 1.5 mm to 2.0 mm was drilled inferior to, slightly anterior to, and including the round window. This diameter is slightly larger than that used in clinical practice in Melbourne for the standard straight Nucleus array. When the round window membrane was reflected superiorly, the lower basal turn of the scala tympani was well visualized, as was the undersurface of the basilar membrane and the modiolar wall. After lubrication, effected by placing a small amount of lubricant (40% glycerin/water) into the cochleostomy, and orientation of the electrodes toward the modiolus, the array was inserted with the stylet in place. If resistance was felt, the stylet was partially (1–2 mm) withdrawn, allowing further insertion of the electrode array. This partial removal of the stylet was repeated if resistance was experienced again. This stepwise procedure was used in the majority of temporal bones. However, in two cases, a slightly different procedure of advancing the electrode array while holding the stylet stationary was performed after initial resistance was encountered. All electrodes were fully inserted, with the marker rib at the level of the round window, without any need to forcibly overcome resistance.

After insertion, the electrode array was fixed in its position by histoacrylic glue. A cochlear surface preparation was then performed. After the removal of the endosteum of the scala vestibuli, the underlying basilar membrane was inspected under the operating microscope for tears or penetration by the electrode array. Subsequently, image analysis (2) was performed on Cochlear view radiographs (15) taken from each of the implanted temporal bones (Fig. 3), whereby the lateral positions of the electrode bands were estimated relative to mean outer and inner wall functions obtained from 11 Silastic molds of the scala tympani and scaled to fit the size of the actual cochlea (3). By use of this method, which has been described previously in detail (2,3), it is possible to estimate both the position of each electrode band and that of the modiolar wall of the cochlea.

RESULTS

After the surface preparation, all 12 Contour electrode arrays were seen to have been initially inserted into the scala tympani. The mean insertion depth was 410.9° ± 39.4 SD, which is deeper than the usual insertion depth of the standard straight array (351.8° ± 62.6 SD; based on unpublished data from 23 female patients who received a Nucleus CI-22 or CI-24 implant with the standard straight array; L. Cohen, personal communication). Of the 12 insertions, the Contour electrode array was seen to be within the scala tympani for its entire length in 10 of the temporal bones. No insertion-induced damage to the basilar membrane was visible on examination with the operating microscope in any of these specimens, and the electrode array was seen to be positioned close to the modiolus, as shown in the representative example in Figures 4 A and 5 B.

In the two remaining temporal bones, the electrode array penetrated the basilar membrane at ~170°, as shown in Figure 4 B. The perforations occurred laterally, close to the junction of the basilar membrane with the spiral ligament. In both cases, the distal part of the electrode array rested on top of the basilar membrane, without causing further visible trauma to either the basilar membrane or the osseous spiral lamina. Whereas both arrays showed a position close to the modiolus within the lower basal turn and toward the electrode tip, they were positioned close to the outer wall of the scala tympani at the area of penetration of the basilar membrane (Fig. 5 C). The osseous spiral lamina appeared intact in the region where the electrode pierced the basilar membrane, and it appeared to prevent the electrode array from taking up a perimodiolar position in this region. It should be noted that the surgical procedure had been modified in one of these bones in that, rather than the stylet being withdrawn and then the electrode advanced, the array

![Image](image-url)
FIG. 4. Photomicrographs of two temporal bone surface preparations after implantation of the Contour electrode array. The roof of the scala vestibuli has been removed, and the upper surface of the basilar membrane is visible. A: Temporal bone 2: an atraumatic insertion of the Contour array into the scala tympani. The electrodes are clearly visible under the intact basilar membrane. Note the perimodiolar position of the electrode array. B: Temporal bone 7: the electrode array perforated the basilar membrane (x) close to the outer wall of the otic capsule and is positioned on top of the basilar membrane for the remainder of its length. Each electrode band has a width of 0.3 mm. LBT, lower basal turn; T, electrode tip.

had been pushed forward off the stylet after resistance was initially encountered.

The surgeons perceived the Contour electrode array as somewhat stiffer and more bulky than the standard straight array. However, the insertion of the array itself into the cochlea was smoother in comparison with the standard straight array. It was found that care was required during insertion to ensure that the electrodes were orientated toward the modiolus. In addition, the surgeon needed both hands to steady and advance the electrode and then to remove the stylet.

Statistical analysis

To compare the probability of insertion-induced damage from the Contour electrode array with that from the standard straight array, the results of study 1 were compared with an initial insertion study of prototype Nucleus straight arrays. This study reported perforations to have occurred in 1 of 9 temporal bones studied and basilar membrane damage in 2 others (1). However, methodologic differences between these studies may limit the generality of the statistical comparison. Shepherd et al. (1) used only fresh (i.e., <24 hours old) temporal bones, all from male donors without otologic disease. In the current study, the temporal bones had been preserved in formalin, and the medical histories and genders of their donors were unknown. In the current study, a lubricant was used to facilitate implantation because the bones had been preserved. All insertions by Shepherd et al. (1) were conducted through the round window, and two different

FIG. 5. Image analysis of Cochlear view radiographs. A: Standard straight Nucleus array in a representative patient for comparison. B–F: Estimated position of each electrode band on the Contour electrode array in two representative temporal bones (B, C) and in all three implanted patients (D–F). Note the insertion angle (IA) of the most apical electrode band, which is indicated in each frame.
CONTOUR ELECTRODE ARRAY

TABLE 1. Damage ratio and 95% confidence interval on probability of penetration of the basilar membrane by the electrode array in insertion studies of human temporal bones for the Contour electrode array (study 1) and prototype Nucleus straight electrode array (reference 1)

<table>
<thead>
<tr>
<th>Study</th>
<th>Electrode array</th>
<th>Damage ratio</th>
<th>Damage interval (probability of damage)</th>
</tr>
</thead>
<tbody>
<tr>
<td>Current study I</td>
<td>Contour</td>
<td>2/12</td>
<td>0.02 to 0.47</td>
</tr>
<tr>
<td>Shepherd et al.</td>
<td>Prototype Nucleus straight</td>
<td>1/9</td>
<td>0.01 to 0.45</td>
</tr>
</tbody>
</table>

TABLE 2. Patient details, preoperative speech perception scores using hearing aids, and postoperative speech perception scores for three adult patients using the Nucleus SPrint speech processor with the Contour electrode array (study 2), recorded at 3 or 6 months postoperatively

<table>
<thead>
<tr>
<th>Patient no.</th>
<th>Age (yrs)</th>
<th>Years profound deafness</th>
<th>Preoperative speech scores*</th>
<th>Postoperative speech scores</th>
</tr>
</thead>
<tbody>
<tr>
<td>1</td>
<td>65</td>
<td>4</td>
<td>42</td>
<td>70†</td>
</tr>
<tr>
<td>2</td>
<td>28</td>
<td>5</td>
<td>32</td>
<td>97†</td>
</tr>
<tr>
<td>3</td>
<td>55</td>
<td>2.5</td>
<td>34</td>
<td>100‡</td>
</tr>
</tbody>
</table>

*Preoperative scores are for the implanted ear, aided.
†6-month assessment.
‡3-month assessment.

Speech perception scores are percentage scores on open-set CID sentences presented in quiet.

The surgical implantation proceeded without complications in all patients. Consistently with the temporal bone studies, the insertion of the Contour array into the scala tympani was easier in comparison with the standard straight array. However, the removal of the stylet and the need for careful orientation of the electrodes toward the modiolus made the surgery more complex than that for the standard straight array. All three Contour arrays were fully inserted, with the marker rib at the level of the cochleostomy. Impedance testing immediately after surgery demonstrated that all electrodes were functional.
and postoperative recovery was uneventful in all patients.

Image analysis

The postoperative radiograph and subsequent image analysis (Fig. 5 D, E) showed that the Contour electrode array was inserted deeply in patients 1 and 2 (447.7° and 413.8°). In patient 1 (Fig. 5 D), the electrode array was positioned close to the modiolus in the lower basal turn and at the tip, but more laterally at the first bend (electrodes 5–13). In patient 2 (Fig. 5 E), the electrode was positioned close to the modiolus in the lower basal turn and the region of the electrode tip, and approximately half way between the outer wall of the scala tympani and the modiolus around the first bend (electrodes 7–13). The array of patient 3 (Fig. 5 F) was positioned at a more uniform distance from the modiolus. It was a full, but less deep insertion of 340.2°.

Impedance

Intraoperatively, the impedances recorded for the Contour patients in common ground mode varied between 4.03 kOhm and 11.5 kOhm (Fig. 6 A–C). The impedances were generally increased 2 weeks after surgery. However, after initial electrical stimulation on electrodes 3 through 22, the impedances dropped across all stimulated electrodes (Fig. 6 A–C).

For an electrode in an infinite fluid medium, impedance is approximately inversely proportional to the geometric surface area of the electrode. To eliminate the influence of surface area, the impedance data were normalized to the area of the most basal electrode on the standard straight electrode array. This also enabled us to compare the impedances of these patients with those of the control group, who underwent implantation with the standard straight array. The area-corrected impedance data from the Contour patients suggested a negative correlation of impedance with the estimated radial distance of the Contour electrode array from the modiolus (Fig. 6 D–F).

The mean impedances measured in common ground of the control group (n = 7), who underwent implantation with the standard straight array, showed only moderate variations across electrodes (Fig. 7 A). The impedances ranged between 1.66 kOhm and 3.36 kOhm when measured intraoperatively. After 1 week, an increase in impedance across all electrodes was observed, with values recorded between 3.05 kOhm and 6.86 kOhm. A further rise was observed 2 weeks after surgery. After initial electrical stimulation on electrodes 3 through 22, a small decrease on all stimulated electrodes was observed. Generally, the impedances increased from the basal to the apical electrodes (Fig. 7 A). In order to determine whether this increase was predominantly caused by the decrease in electrode area, from the basal to the most apical electrodes, impedances were normalized to the area of the most basal electrode on the array. The area-corrected impedances for the standard straight array were essen-

![FIG. 6. Impedances measured in common ground mode (A–F) and current levels (G–I) of all patients who underwent implantation with the Contour electrode array. D–I: Estimated radial distance of the electrodes from the modiolus. A–C: Original impedance data during the first 2 weeks after cochlear implantation. D–F: Area-corrected impedances after the initial stimulation of electrodes 3–22 2 weeks after surgery. Broken line, mean area-corrected impedances of the control group (n = 7), who underwent implantation with the standard straight electrode array. G–I: T and C levels at the time of initial electrical stimulation. For comparison, the T and C levels of the control group are also given (solid and broken lines).]

CONTOUR ELECTRODE ARRAY

Thresholds and comfortable levels
For the Contour patients, the threshold (T) and comfortable (C) levels were determined for electrodes 3 to 22 in monopolar mode during the mapping session, 2 weeks postoperatively. The T levels ranged between 117 and 163 current levels (CL), and the C levels ranged between 133 and 168 CL for all three patients, respectively (Fig. 6 G–I). In particular, in patients 1 and 2, the T and C levels appeared to vary inversely with the estimated radial distance of the electrode from the modiolus (Fig. 6 G–I).

Individual T and C levels measured in the control group varied widely between subjects: T levels were between 115 CL and 191 CL, and C levels ranged between 132 CL and 206 CL. The mean values for T and C levels progressively decreased from the basal to the tip electrodes, whereas the dynamic range increased (Fig. 6 G–I). The mean dynamic range was 14 CL in the control group (n = 7) and 18 CL in the Contour group (n = 3).

Postoperative speech discrimination scores for the Contour patients for CID sentence scores, in quiet, are shown in Table 2, and range from 70% (patient 1) to 100% (patients 2 and 3).

DISCUSSION

A perimodiolar electrode array suitable for general clinical use should curl optimally within the cochlea to achieve a position close to, but not touching, the modiolus. It should not induce more insertion damage than the design it replaces. Earlier studies in this laboratory showed that designs that curl satisfactorily in acrylic models of the cochlea do not necessarily achieve similar shape performance in preserved human temporal bones.

Furthermore, a particular design that achieved a perimodiolar position through use of a positioner pushing against the outer wall of the otic capsule to force the electrode medially was found to cause extensive damage to cochlear structures (3,12). After those investigations, we favored a passive positioning system, which relies on the recoil properties of the precurved electrode array only to find its final position. However, another active mechanical positioning system to bring the electrode closer to the modiolus is currently used by the HiFocus electrode (Advanced Bionics Company, Sylmar, CA, USA). This modiolus-hugging electrode design (16) uses a wedge-shaped silicone positioner, which is introduced laterally to the electrode during implantation and positions the array close to the modiolus. In a recent temporal bone insertion study, Fayad et al. (17) reported no damage to the osseous spiral lamina in all 10 temporal bones studied.

The observations made during the preliminary insertions of the Contour array, using surface preparation temporal bones, suggested that a cochleostomy allowing both the basilar membrane and the modiolus to be viewed by the surgeon optimized conditions for a successful and atraumatic insertion of the Contour electrode array. The position of the cochleostomy ensures that entry occurs only into the scala tympani. In addition, a cochleostomy of 1.5 mm to 2.0 mm does not constrain the direction of the initial movement of the electrode array, thus allowing it to better follow the geometry of the scala tympani in the lower basal turn.

Statistical comparison showed that the probability of basilar membrane penetration for temporal bones implanted with the Contour electrode array was equivalent to that reported in an earlier study of prototype straight arrays (1). Where the basilar membrane was penetrated, it occurred close to the junction of the basilar membrane with the spiral ligament. However, the adjoining osseous spiral lamina appeared to have been left intact. This suggests that the recoil properties of the Contour electrode array are insufficient to cause damage to the brittle os-
The surface preparation method used to evaluate the insertion trauma allows assessment of the intracochlear position of the electrode array and the detection of any gross damage to the basilar membrane. It has been shown previously in animal studies that this kind of damage results in severe local neural degeneration (7–10). However, the perilymphatic fistula associated with piercing of the basilar membrane can be overgrown by endogenous fibrous tissue, as was observed by Johnson et al. (18) in a patient who received bilateral implants. Although the actual area of damage to the basilar membrane appeared to be restricted to the area of penetration in the two temporal bones showing damage in study 1, the resting position of the electrode array on top of the basilar membrane apical to the perforation would have caused more widespread damage to the organ of Corti and Reissner’s membrane. Studies in cats, in which the electrode array was purposely positioned on top of the basilar membrane along the scala vestibuli, have reported perforation of Reissner's membrane that resulted in a localized loss of spiral ganglion cells (9). However, in the case of minor damage to cochlear structures in a living subject, such as tears in the spiral ligament, only localized fibrotic reaction might result (18), especially if both the osseous spiral lamina and the basilar membrane are left intact.

Image analysis of the radiographs of the three patients showed that the Contour electrode array was positioned close to the modiolus, although not necessarily uniformly along the entire array for each patient (Fig. 5 D-F). A potential solution to the variability in position could be to increase the curving properties of the electrode array that position it against the modiolar wall. However, the present design uses a minimum restoring force because of a concern that damage from force applied to the modiolar wall could lead to consequent degeneration of spiral ganglion cells.

It has been previously reported that the electrode impedance increased when an electrode array was moved closer to the modiolus (19). This is most likely caused by a change in current flow as the distance between the stimulating electrode and the medial wall of the scala tympani changes. This immediate rise in electrode impedance after positioning appears to be different from the slower rise caused by the formation of a fibrous tissue sheath around the electrode postoperatively. The clinical importance of higher impedance values in perimodiolar electrode arrays has not yet been fully determined; however, previous studies (6,19) suggested that evoked auditory brainstem response or stapedius reflex thresholds were generally lower when the electrode array was in a perimodiolar position. Impedance measurements in the current study were performed to monitor impedance values longitudinally, but also to investigate whether impedance differences between electrodes could be detected and correlated with the estimation of electrode position derived from image analysis.

The impedance values of patients 1 and 2 appeared to vary with the estimated radial distance of the electrodes from the modiolus (Fig. 6 D,E). The results suggest a negative correlation of the area-corrected impedance values with the estimated radial distance of the electrodes to the modiolus (Fig. 6 D,E), indicating that electrode impedance did increase with improved modiolar proximity of the electrode array. The impedance values recorded from patient 3 are similar to those of the control group, presumably reflecting the consistency of electrode distance from the modiolus (Fig. 6 F).

The T and C levels suggested a positive correlation with the estimated radial distance of the electrodes from the modiolus. The T and C levels of electrodes positioned close to the modiolus were, in general, lower than those of electrodes positioned farther away (Fig. 6 G–I). Compared with the mean T and C levels of the control patients, the T and C levels of the Contour patients were lower for electrodes that were positioned very close to the modiolus, and within the same range for electrodes positioned more laterally (Fig. 6 G–I). These data are consistent with the findings of Shepherd et al. (6), who reported significant reductions of the evoked auditory brainstem response thresholds in cats when an intracochlear electrode array was moved from the outer wall of the scala tympani toward the modiolus.

The progressive decrease in the mean T and C levels, as well as the slight increase in the dynamic range from the base to the apex in the control group (Fig. 6 G–I) could be associated with the gradual reduction in width of the scala tympani beyond the first 1.5 mm from the round window (20). This would have the effect of positioning the standard straight array slightly closer to the modiolus in the upper basal turn and beyond. The effect on both T and C levels appears to be quite large, given the anticipated small change in electrode position, and may be a factor in subject selection for the control group.

On closer examination, the impedances and T and C levels for electrodes 9 through 14 for patient 1 seemed less well correlated with the estimated radial distance of the electrodes from the modiolus than was the case for patient 2 (Fig. 6 D,E). In patient 1, the Contour electrode array appeared to be positioned very close to the lateral wall of the otic capsule at the first bend of the scala tympani. Moreover, its trajectory as projected by the image analysis was similar to the trajectory shown by the two electrode arrays in study 1, which were found to have penetrated the basilar membrane (Fig. 5 C,D). These combined findings suggest that the electrode array in patient 1 may have penetrated the basilar membrane. It should be noted that patient 1 showed speech perception scores of 70% on open-set sentence test material, less than that reported for patients 2 and 3.

In conclusion, the results of temporal bone studies suggest that insertion of the Contour electrode array can be achieved without an increase in the incidence of basilar membrane perforation, in comparison with the
straight array. A specific surgical technique is recommended, and training of the implanting surgeons in the use of the new device would be important. The 1.5-mm to 2-mm cochleostomy suggested is larger than the standard Melbourne practice for the Nucleus device, which potentially increases the risk of ascending labyrinthitis. However, a cochleostomy larger than the suggested 2 mm is routinely used by surgeons implanting other commercial cochlear implant arrays. The Contour array was inserted more deeply and positioned closer to the modiolus in all patients in comparison with the standard Nucleus straight array. However, in two cases, the position was not uniform for the entire length of the array. Initial speech perception data show that all three patients gained useful open-set speech perception from their devices.

Future work in this center will assess the interaction between electrode position, function, and patient performance for these and additional patients using the Contour electrode array.

Acknowledgment: These studies were conducted under the approval of the Royal Victorian Eye and Ear Hospital (RVEEH) Human Research Ethics Committee (Perimodiolar Electrode Array, Human Temporal Bone Study, No. 96/303H, and Evaluation of Perimodiolar Electrode Arrays, No. 96/307). The Contour electrode array used in these studies has been developed by Cochlear Limited in collaboration with the Cooperative Research Centre. The authors are grateful in particular to John Parker, Ian Darley, and Fysh Dadd of Cochlear Limited for their work in the electrode design and development. They also thank Dr. Markus Dahm and Mr. Brian Pyman for suggestions and supporting work in the initial electrode insertion studies; Dr. Jin Xu, CRC, and Jennifer Kaye of the RVEEH for taking the radiographs, and David Lawrence of the Bionic Ear Institute for help with the photographs.

REFERENCES
